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(5)  Introduction 


Treatment  of  breast  cancer  at  an  early  stage  can  significantly  improve  the  survival  rate  of 
patients.  Mammography  is  currently  the  most  sensitive  method  for  detecting  early  breast  cancer  [1, 
2],  and  it  is  also  the  most  practical  for  screening.  Although  general  rules  for  the  differentiation 
between  malignant  and  benign  lesions  exist,  in  clinical  practice,  only  15-30%  of  cases  referred  for 
surgical  biopsy  are  actually  malignant.  A  number  of  research  groups  are  in  the  process  of 
developing  computer-aided  diagnosis  (CAD)  methods  which  can  provide  a  second  opinion  to  the 
radiologist  for  the  detection  and  classification  of  breast  abnormalities. 

Radiologists  routinely  use  several  mammograms  of  different  views  of  a  patient  with  those 
obtained  in  previous  years  for  identifying  interval  changes,  detecting  potential  abnormalities,  and  in 
evaluating  breast  lesions.  It  is  widely  accepted  that  interval  changes  in  mammographic  features  are 
very  useful  for  both  detection  and  classification  of  breast  abnormalities.  Some  existing  CAD 
techniques  use  information  from  multiple  views  of  the  same  breast.  Others  use  previous 
mammograms  for  detection.  However  none  incorporates  information  about  the  temporal 
mammographic  changes  in  the  breast  tissue  for  classification. 

The  goal  of  this  project  is  to  evaluate  the  usefulness  of  using  interval  changes  to  distinguish 
between  normal  structures,  benign  masses,  and  malignant  masses  in  CAD.  The  purpose  of  this  study 
is  summarized  as  follows:  1.  Characterize  temporal  changes  in  terms  of  the  mammographic  features 
of  normal  breast  structures,  as  well  as  benign  and  malignant  masses.  2.  Use  this  information  to 
develop  methods  for  CAD.  We  hypothesize  that  the  use  of  temporal  changes  in  mammographic 
features  between  current  and  previous  mammograms  of  the  patient  will  improve  the  success  of  CAD 
technique  for  classification  of  masses.  It  is  therefore  expected  that  the  use  of  such  temporal 
information  will  improve  the  positive  predictive  value  of  mammography  by  reducing  benign 
biopsies,  and  hence  reduce  both  cost  and  patient  morbidity. 

To  accomplish  this  goal  we  will  first  develop  and  evaluate  reliable  techniques  for  the 
temporal  regional  registration  of  mammograms  of  the  same  patient.  The  temporal  mammogram 
registration  technique  we  have  developed  is  a  novel  approach  in  which  the  computer  emulates  the 
search  method  used  by  many  radiologists  for  finding  corresponding  structures  on  mammograms.  The 
method  aims  at  registering  a  small  region  containing  a  suspected  mass  on  the  most  recent 
mammogram  of  the  patient  with  one  on  a  mammogram  obtained  from  a  previous  year.  Our  regional 
registration  technique  involves  three  steps:  (1)  identification  of  a  suspicious  structure  on  the  most 
recent  mammogram,  (2)  initial  estimation  of  the  location  on  a  previous  mammogram  of  the  region 
corresponding  to  the  suspicious  structure  and  the  definition  of  a  search  region  which  encloses  the 
object  of  interest  on  the  previous  mammogram,  and  (3)  accurate  identification  of  the  location  of  the 
matched  object  within  the  search  region.  The  characteristic  features  of  the  two  matched  lesions  then 
will  be  automatically  extracted  and  interval  changes  estimated.  This  interval  change  information  will 
be  incorporated  in  an  integrated  CAD  system. 
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(6)  Body 

In  the  second  year  (4/6/99-4/5/00)  of  this  grant,  we  have  performed  the  following  studies: 

(A)  Database  collection  and  extraction  of  regions  of  interest 

We  continued  collecting  the  data  set  for  this  study  from  the  files  of  patients  who  had 
undergone  biopsy  at  the  University  of  Michigan.  The  mammograms  are  scanned  and  the  images  are 
saved  in  our  storage  device  using  automated  graphic  user  interface  developed  in  our  laboratory. 
Additionally  the  film  information  is  recorded  in  a  Microsoft  Access  database.  Temporal  pairs  of 
images  were  obtained.  The  current  mammogram  of  each  temporal  pair  exhibited  a  biopsy-proven 
mass.  We  scan  both  cranio-caudal  and  mediolateral-oblique  views.  The  mammograms  were  digitized 
with  a  LUMISCAN  85  laser  scanner  at  a  pixel  resolution  of  0.05  mm  x  0.05  mm  and  with  12-bit 
resolution. 

While  the  regional  registration  technique  can  be  used  for  determining  a  corresponding 
structure  or  region  for  any  structure  (both  normal  tissues  and  masses)  in  the  breast,  in  this  study  we 
are  analyzing  its  accuracy  on  biopsy-proven  masses  alone.  The  location  of  the  mass  on  the  current 
mammogram  identified  by  an  MQSA-approved  radiologist  experienced  in  breast  imaging  using  an 
interactive  image  analysis  tool  on  a  UNIX  workstation.  To  provide  the  ground  truth  for  evaluation  of 
the  computerized  method,  the  radiologist  manually  identifies  the  corresponding  region  on  the 
previous  mammogram.  Bounding  boxes  enclosing  the  mass  on  the  current  mammogram  and  the 
corresponding  object  on  the  previous  mammogram  are  also  provided  by  the  radiologist  for  each  case. 
Each  mass  as  well  as  the  corresponding  structure  on  the  previous  mammogram  are  rated  for  its 
visibility  on  a  scale  of  1  to  10,  where  the  rating  of  1  corresponded  to  the  most  visible  category.  The 
size  of  the  mass  on  the  current  mammogram  as  well  as  the  size  of  the  corresponding  structure  on  the 
previous  mammogram  are  also  measured  by  the  radiologist.  The  parenchymal  density  is  rated  based 
on  the  BI-RADS  lexicon. 


(B)  Develop  methods  for  establishing  corresponding  locations  in  current  and  previous 

mammograms 

A  multistage  regional  registration  technique  was  developed  for  identifying  corresponding 
masses  on  temporal  pairs  of  mammograms.  At  the  first  stage  an  initial  fan-shape  search  region  was 
defined  on  the  prior  mammogram  based  on  the  mass  location  on  the  current  mammogram.  At  the 
second  stage  the  location  of  the  search  region  on  the  prior  mammograms  was  first  refined  by 
maximizing  a  correlation  measure  between  a  template  extracted  from  the  current  mammogram  and 
the  breast  structures  on  the  prior  mammogram.  The  affine  transformation  in  combination  with 
simplex  optimization  was  then  employed  to  warp  this  local  region.  In  the  final  stage  a  search  for  the 
best  match  between  the  lesion  template  from  the  current  mammogram  and  a  structure  on  the  prior 
mammogram  was  carried  out  within  the  refined  search  region.  The  new  registration  method  [8],  [9] 
allows  simplification  at  the  first  stage  (compared  to  the  method  we  reported  last  year  [7])  eliminating 
the  need  of  global  breast  alignment  procedure  and  at  the  same  time  improving  the  registration 
results.  A  more  detailed  explanation  for  each  of  the  stages  will  be  presented  in  the  following 
subsections. 
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Definition  of  fan-shape  regions 

Initially  an  automatic  procedure  is  used  to  detect  the  breast  boundary  for  all  of  the 
mammograms.  The  nipple  locations  of  the  two  breast  images  were  used  as  the  pivot  points  in  a 
common  reference  frame  for  the  alignment. 

The  location  of  the  mass  on  the  current  mammogram  is  determined  in  a  polar  coordinate 
system  with  the  nipple  as  the  origin.  The  location  is  represented  as  the  radial  distance  from  the  nipple 
and  the  angle  between  the  nipple-mass  centroid  axis  and  the  breast  periphery  (r,0).  This  is  a 
difference  from  the  method  reported  last  year.  Only  angular  scaling  is  performed  (estimation  of  the 
angular  scale  factor  S2  )  and  the  position  of  the  mass  on  the  prior  mammogram  is  predicted  in  a  polar 
coordinate  system  defined  in  a  similar  manner  (r,  S20).  In  this  case  there  is  no  need  for  global  breast 
alignment  procedure  (compared  to  the  method  we  reported  last  year  [7]).  An  initial  fan-shape  search 
region  is  then  defined  on  the  prior  mammogram  centered  at  the  predicted  location  of  the  mass 
centroid  [7].  The  size  of  the  fan-shape  region  (r  +  8  and  S2©  ±  e)  is  predefined  using  a  training  set  so 
that  it  will  include  the  mass  centroid  on  the  prior  mammograms.  A  fan-shape  template  centered  at 
the  mass  is  also  defined  on  the  current  mammogram. 

(C)  Develop  methods  for  correlation  of  breast  regions  in  current  and  previous 
mammogram 

Warping  and  alignment 

In  the  second  stage  the  fan-shape  search  region  is  refined.  By  allowing  warping  of  the  fan- 
shape  template  from  the  current  mammogram,  it  may  provide  better  compensation  for  local 
geometric  distortions  due  to  differences  in  positioning  of  the  breast  and  in  breast  compression  and 
may  improve  the  localization  of  the  mass  on  the  prior  mammogram.  The  warping  procedure  is  based 
on  the  affine  transformation  combined  with  simplex  optimization.  In  the  following  the  warping 
procedure  is  explained  in  greater  detail. 

Affine  transformation 

An  affine  transformation  [3]  is  a  linear  transformation  combining  rotation  and  translation. 
A  two  dimensional  affine  transformation  is  defined  as  follows: 

x’=  ax  +  by  +  c 

(1) 

y’~  cbc  +  ey  +  f 

where  (x,  y)  are  the  original  coordinates,  ( x\  y')  are  the  transformed  coordinates,  and  a,  b,  d,  e,  c,f 
are  the  transformation  coefficients.  The  coefficients  a,  b,  d,  e  determine  a  scaling  and  a  rotation,  and 
the  coefficients  c  and  /  determine  a  translation.  The  result  of  the  application  of  the  affine 
transformation  of  Eq.  (1)  in  combination  with  simplex  optimization  (described  below)  is  shown  in 
Fig.  1.  Since  the  affine  transformation  is  linear,  the  transformed  objects  are  linearly  resized  and 
rotated.  This  can  be  observed  from  the  edges  of  the  fan-shape  region  bounding  box  (the  white  box  in 
Fig.  1).  After  the  transformation  the  edges  are  still  straight  lines,  however,  the  comer  angles  are 
different  from  90  degrees  and  the  length  of  the  lines  is  also  linearly  scaled. 

Nonlinear  Simplex  Optimization 

The  Nelder  and  Mead  [4],  [5]  nonlinear  simplex  optimization  is  used  in  order  to  adjust  the 
coefficients  a,  b,  c,  d,  e  and  /  and  to  warp  the  fan-shaped  template  in  order  to  maximize  the 
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correlation  between  the  template  and  a  breast  structure  on  the  prior  mammogram.  This  optimization 
defines  a  hyper  polygon.  For  each  vertex  an  error  function  is  calculated.  Then  the  polygon  is 
“rolled”  towards  the  minimum.  The  movement  of  the  polygon  (toward  the  minimum)  is  obtained  by 
the  reflection  in  the  direction  opposite  to  the  vertex  with  maximal  error.  Fig.  1  shows  the  result  of 
application  of  the  affine  transformation  whose  coefficients  were  obtained  by  the  nonlinear  simplex 
optimization. 


Fan-shape  Warped 

template  fan-shape 

(x,y)  template 

(x\y’) 

Figure  1.  Fan-shaped  template  and  warped  fan-shaped  template  by  the  affine  transformation. 

Mass  template  alignment  and  identification  of  corresponding  lesion 

In  this  stage  a  new  search  region  with  a  reduced  size  is  defined  on  the  prior  mammogram.  A 
template  containing  the  mass  is  extracted  from  the  current  mammogram.  Then,  the  mass  location  on 
the  prior  mammogram  is  determined  by  maximizing  the  correlation  between  the  template  and  a 
structure  within  the  search  region. 

Once  a  corresponding  structure  is  found  on  the  previous  mammogram  for  a  suspicious  object 
on  the  current  mammogram,  it  can  be  used  for  an  interval  change  analysis  within  a  CAD  scheme,  as 
we  have  shown  in  an  independent  study  [6],  If  the  search  procedure  in  the  fan-shaped  region  does 
not  yield  a  corresponding  region,  then  the  suspicious  object  on  the  current  mammogram  can  be 
considered  as  a  newly  developed  density.  Objects  for  which  no  corresponding  object  can  be  found  on 
the  previous  mammogram  can  be  analyzed  with  methods  designed  for  single  images  in  an  overall 
CAD  scheme. 

(D)  Develop  quantitative  measures  for  assessing  regional  registration  technique 

The  accuracy  of  the  multistage  regional  registration  was  analyzed  in  terms  of  two  measures.  The  first 
measure  is  the  overlap  area  between  the  estimated  and  the  true  lesions  on  the  prior  mammogram.  The 
fractions  of  registered  temporal  pairs  that  could  provide  an  accuracy  of  over  50%  area  overlap  and 
over  75%  area  overlap  were  examined.  The  second  measure  is  the  average  Euclidean  distance 
between  the  centroids  of  the  estimated  and  true  lesion  locations 


(E)  Evaluate  accuracy  of  regional  registration  technique 

The  regional  registration  technique  has  been  evaluated  with  a  data  set  of  124  temporal  pairs 
of  mammograms. 
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Initial  Estimates  and  Search  Regions 

The  Euclidean  distance  between  the  initial  estimate  of  the  centroid  location  of  the 
corresponding  structure  on  the  previous  mammogram  and  the  center  of  the  bounding  box  provided 
by  the  radiologist  was  estimated.  For  the  124  temporal  image  pairs  used  in  this  data  set,  the  average 
Euclidean  distance  error  of  the  initial  estimate  was  8.5  mm  (std.  dev.  5.4  mm).  Based  on  observation 
of  the  radial  deviation  errors  and  the  angular  deviation  errors,  a  search  region  defined  by  8  =  0.25  + 
5/r  radians  and  8  =  20  mm,  where  r  is  the  radial  distance  from  the  nipple,  was  used  for  the  evaluation 
of  the  local  search  criteria  used  in  Stage  3  of  regional  registration.  These  results  show  improvement 
compared  to  the  results  obtained  previously  (8  =  0.35  +  5/r  ,  and  error  9.8  mm  (std.  dev.  6.0  mm)) . 


Local  Search  Criteria  and  Final  Estimates 

In  this  study  87%  of  the  estimated  lesion  locations  resulted  in  an  area  overlap  of  at  least 
50%  with  the  true  lesion  locations.  The  average  distance  between  the  estimated  and  the  true 
centroids  of  the  lesions  on  the  prior  mammogram  was  4.2 ±  5.7  mm  with  a  maximum  of  31.6  mm. 
These  results  are  presented  in  Table  1  and  Table  2.  For  the  87%  of  the  temporal  pairs  with  50% 
overlap,  the  average  distance  between  the  estimated  and  the  true  centroids  of  the  lesions  on  the  prior 
mammogram  was  2.4  ±  2.1  mm  with  a  maximum  of  10.2  mm. 


Table  1.  The  area  overlap  between  the  true  and  the  estimated  masses 
_ on  the  prior  mammogram. _ _ 


Pairs 

50%  overlap 

75%  overlap 

Number 

108 

101 

% 

87% 

82% 

Table  2.  The  distance  between  the  true  and  the  estimated  centroids  of  the  mass  on  the  prior  mammogram. 


Overall 

50%  overlap 

75%  overlap 

Mean  distance 

4.2  mm 

2.4  mm 

2.2  mm 

Standard.  Deviation. 

5.7  mm 

2.1  mm 

1.9  mm 

Max.  distance 

31.6  mm 

10.2  mm 

10.2  mm 

(F)  Further  development  of  the  regional  registration  technique 

We  will  continue  to  improve  the  regional  registration  technique.  In  the  first  step,  an 
automated  method  will  be  developed  to  detect  the  nipple  location  in  the  breast  image.  The  method 
will  be  based  on  both  the  change  of  tangential  direction  and  the  change  in  the  tissue  density  along  the 
breast  border.  In  the  third  step  we  have  investigated  the  use  of  the  density-weighted  contrast 
enhancement  (DWCE)  technique  to  improve  the  localization  of  the  corresponding  mass  on  the  prior 
mammogram.  After  the  location  of  the  fan-shaped  region  was  refined  by  affine  transformation  and 
simplex  optimization,  the  DWCE  technique  was  used  to  segment  dense  structures  within  the  search 
region.  A  search  for  the  best  match  between  the  lesion  template  from  the  current  mammogram  and  a 
structure  on  the  prior  mammogram  was  performed  within  the  DWCE  segmented  densities.  The 
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preliminary  results  of  this  study  are  promising.  The  DWCE  segmentation  improved  the  accuracy  of 
matching  by  directing  the  search  to  the  dense  structures  and  thus  reducing  the  chance  of  mismatch. 
The  average  Euclidean  distance  between  the  computer  estimate  of  the  corresponding  structure  and 
the  radiologist-identified  location  and  their  standard  deviation  were  both  reduced.  We  will  present 
the  preliminary  results  on  this  improved  method  at  the  upcoming  World  Congress  on  Medical 
Physics  and  Biomedical  Engineering,  Chicago,  July  23  -  28,  2000  [9]. 

(G)  Initial  development  of  the  mass  segmentation  and  feature  extraction  methods 

We  already  started  and  will  continue  the  development  of  automated  method  to  extract  and 
analyze  features  extracted  from  corresponding  masses  on  a  temporal  pair  of  mammograms.  Regions 
of  interest  containing  the  corresponding  masses  were  identified  on  the  current  and  prior 
mammograms  of  the  temporal  pair.  The  masses  were  automatically  segmented  using  an  active 
contour  model.  Run  Length  Statistics  (RLS)  features,  spiculation  features,  and  mass  size  were 
extracted  from  each  mass.  An  additional  difference  RLS  features  were  obtained  by  subtracting  the 
RLS  features  of  the  prior  mass  from  those  of  the  current  mass  for  each  temporal  pair.  The  feature 
space  for  each  temporal  pair  consisted  of  the  RLS  and  spiculation  features  from  both  the  prior  and 
the  current  mammograms  and  the  difference  RLS  features.  Stepwise  feature  selection  with  simplex 
optimization  was  used  to  select  the  optimal  feature  subset.  A  linear  discriminant  classifier  (LDA) 
was  used  to  merge  the  selected  features  for  classification  of  malignant  and  benign  masses.  A  leave- 
one-case-out  training  and  testing  resampling  scheme  was  used  for  feature  selection  and 
classification.  The  preliminary  results  of  this  study  are  promising.  The  size  of  the  mass  is  not  a 
useful  feature  for  difficult  cases  because  many  benign  masses  grow  over  time.  The  difference  RLS 
and  prior  spiculation  features  are  useful  for  identification  of  malignancy  in  temporal  pairs  of 
mammograms.  Further  studies  are  underway  to  improve  the  technique  and  to  evaluate  the 
performance  on  a  larger  data  set.  We  have  submitted  an  abstract  on  this  improved  method  for 
presentation  at  the  upcoming  RSNA  meeting  [10]. 

(7)  Conclusion 

During  this  year,  we  have  continued  the  development  of  the  regional  registration  technique. 
The  warping  procedure  based  on  an  affine  transformation  in  the  local  alignment  stage  reduces  the 
size  of  the  search  region.  Eighty-seven  percent  of  the  estimated  lesion  locations  resulted  in  an  area 
overlap  of  at  least  50%  with  the  true  lesion  locations.  The  average  distance  between  the  estimated 
and  the  true  centroids  of  the  lesions  on  the  prior  mammogram  was  4.2  ±  5.7  mm.  When  the  threshold 
was  set  to  75%  area  overlap,  82%  of  the  temporal  pairs  could  still  exceed  the  threshold.  The 
registration  accuracy  of  the  current  method  has  been  improved  in  comparison  with  that  of  our 
previous  method  [7],  although  the  data  set  was  increased  from  74  pairs  to  124  pairs.  This 
improvement  is  obtained  mainly  from  the  second  stage  affine  transformation  and  simplex 
optimization.  This  result  indicates  that  our  technique  is  a  promising  approach  for  identification  of 
corresponding  lesions  on  temporal  pairs  of  mammograms  and  thus  may  be  used  as  a  basis  for 
analysis  of  interval  change  on  mammograms.  We  will  continue  to  enlarge  the  data  set  and  improve 
the  registration  method  in  future  years.  Further  study  is  underway  to  develop  a  feature  matching 
method  to  improve  lesion  localization  within  the  search  region.  We  will  continue  the  development  of 
automated  method  to  extract  and  analyze  features  extracted  from  corresponding  masses  on  a 
temporal  pair  of  mammograms  for  analysis  of  the  temporal  changes. 
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•  Develop  quantitative  measures  for  assessing  regional  registration  technique. 

•  Evaluation  of  the  accuracy  of  regional  registration  technique. 
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•  Initial  development  of  the  mass  segmentation  and  feature  extraction  methods. 
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Analysis  of  interval  change  is  a  useful  technique  for  detection  of  abnormalities  in  mammographic 
interpretation.  Interval  change  analysis  is  routinely  used  by  radiologists  and  its  importance  is 
well-established  in  clinical  practice.  As  a  first  step  to  develop  a  computerized  method  for  interval 
change  analysis  on  mammograms,  we  are  developing  an  automated  regional  registration  technique 
to  identify  corresponding  lesions  on  temporal  pairs  of  mammograms.  In  this  technique,  the  breast  is 
first  segmented  from  the  background  on  the  current  and  previous  mammograms.  The  breast  edges 
are  then  aligned  using  a  global  alignment  procedure  based  on  the  mutual  information  between  the 
breast  regions  in  the  two  images.  Using  the  nipple  location  and  the  breast  centroid  estimated 
independently  on  both  mammograms,  a  polar  coordinate  system  is  defined  for  each  image.  The 
polar  coordinate  of  the  centroid  of  a  lesion  detected  on  the  most  recent  mammogram  is  used  to 
obtain  an  initial  estimate  of  its  location  on  the  previous  mammogram  and  to  define  a  fan-shaped 
search  region.  A  search  for  a  matching  structure  to  the  lesion  is  then  performed  in  the  fan-shaped 
region  on  the  previous  mammogram  to  obtain  a  final  estimate  of  its  location.  In  this  study,  a 
quantitative  evaluation  of  registration  accuracy  has  been  performed  with  a  data  set  of  74  temporal 
pairs  of  mammograms  and  ground-truth  correspondence  information  provided  by  an  experienced 
radiologist.  The  most  recent  mammogram  of  each  temporal  pair  exhibited  a  biopsy-proven  mass. 

We  have  investigated  the  usefulness  of  correlation  and  mutual  information  as  search  criteria  for 
determining  corresponding  regions  on  mammograms  for  the  biopsy-proven  masses.  In  85%  of  the 
cases  (63/74  temporal  pairs)  the  region  on  the  previous  mammogram  that  corresponded  to  the  mass 
on  the  current  mammogram  was  correctly  identified.  The  region  centroid  identified  by  the  registra¬ 
tion  technique  had  an  average  distance  of  2.8  ±1.9  mm  from  the  centroid  of  the  radiologist- 
identified  region.  These  results  indicate  that  our  new  registration  technique  may  be  useful  for 
establishing  correspondence  between  structures  on  current  and  previous  mammograms.  Once  such 
a  correspondence  is  established  an  interval  change  analysis  could  be  performed  to  aid  in  both 
detection  as  well  as  classification  of  abnormal  breast  densities.  ©  1999  American  Association  of 
Physicists  in  Medicine.  [S0094-2405(99)00612-4] 

Key  words:  image  registration,  computer-aided  diagnosis,  computer  vision,  interval  change,  breast 
cancer 


I.  INTRODUCTION 

Mammography  is  currently  the  most  effective  method  for 
early  breast  cancer  detection.1,2  A  variety  of  computer-aided 
diagnosis  (CAD)  techniques  have  recently  been  developed  to 
detect  mammographic  abnormalities  and  to  distinguish  be¬ 
tween  malignant  and  benign  lesions.3-8  Knowledge  from  di¬ 
verse  areas  such  as  signal  and  image  processing,  pattern  rec¬ 
ognition,  computer  vision,  artificial  intelligence,  and  neural 
networks  has  been  used  to  develop  algorithms  to  be  imple¬ 
mented  within  a  CAD  scheme.  Varying  degrees  of  success 
for  these  approaches  have  been  reported  in  the  literature.  One 
common  feature  of  most  of  these  CAD  techniques  is  that 
they  use  a  single  mammogram  for  analysis.  However,  some 
malignancies  may  only  manifest  as  a  new  density  on  mam¬ 
mograms  without  associated  calcifications  or  masses,  others 
distinguish  themselves  from  benign  lesions  only  by  their 
relatively  rapid  changes  in  sizes.  Therefore,  radiologists  rou¬ 
tinely  use  several  mammographic  views  along  with  mammo¬ 


grams  obtained  in  previous  years  for  detecting  and  evaluat¬ 
ing  breast  lesions  and  for  identifying  interval  changes.  The 
importance  of  interval  change  analysis  in  mammographic  in¬ 
terpretation  has  been  established  in  clinical  practice.9,10  It 
can  be  expected  that  analysis  of  changes  in  mammographic 
features  between  current  and  previous  mammograms  of  the 
patient  will  also  be  an  important  component  of  a  CAD  sys¬ 
tem  for  both  the  detection  and  the  classification  tasks.  The 
ability  for  automated  analysis  of  interval  changes  would  fur¬ 
ther  the  ability  of  CAD  to  offer  an  objective  second  opinion. 
This  improvement,  in  turn,  could  increase  the  positive  pre¬ 
dictive  value  of  mammography,  reduce  the  number  of  benign 
biopsies,  and  hence  reduce  both  cost  and  patient  morbidity. 

While  a  number  of  CAD  schemes  use  only  a  single  mam¬ 
mogram,  the  simultaneous  use  of  more  than  one  mammo¬ 
gram  has  been  under  investigation  for  some  time.  Several 
researchers  have  used  views  of  the  contra-lateral  breast  for 
detecting  masses  and  developing  densities.  For  instance,  Yin 
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et  a/. 11,12  have  utilized  architectural  asymmetry  between  the 
right  and  left  breasts  to  detect  masses.  While  it  is  widely 
accepted  that  interval  changes  in  mammographic  features  are 
very  useful  for  both  detection  and  classification  of  breast 
abnormalities,  the  development  of  CAD  techniques  to  use 
this  information  has  achieved  limited  success.13'18  Sallam 
and  Bowyer13  have  proposed  a  warping  technique  for  mam¬ 
mogram  registration.  They  manually  obtained  control  points 
and  calculated  a  mapping  function  for  mapping  each  point  on 
the  current  mammogram  to  a  point  on  the  previous  mammo¬ 
gram.  The  mapping  function  was  obtained  based  on  local 
affine  transformations,  as  well  as  interpolation  and  surface 
fitting  techniques.  A  drawback  of  this  technique  is  the  need 
for  manual  demarcation  of  control  points.  Brzakovic  et  al. 14 
have  investigated  a  three-step  method  for  comparison  of 
most  recent  and  previous  mammograms.  They  first  registered 
two  mammograms  using  the  method  of  principal  axis,  and 
partitioned  the  current  mammogram  using  a  hierarchical 
region-growing  technique.  The  breast  regions  in  the  two 
mammograms  were  aligned  with  respect  to  each  other  by 
means  of  translation,  rotation,  and  scaling.  Although  the 
technique  was  evaluated  on  a  total  of  64  images  obtained 
from  eight  cases,  this  work  mainly  aimed  toward  detecting 
cancerous  changes  in  breast  tissue  and,  therefore,  no  quanti¬ 
tative  analysis  of  registration  accuracy  was  presented.  Vujo- 
vic  and  co-workers15,16  have  proposed  a  multiple-control- 
point  technique  for  mammogram  registration.  They  first 
determined  several  control  points  independently  on  the  cur¬ 
rent  and  previous  mammograms  based  on  the  intersection 
points  of  prominent  anatomical  structures  in  the  breast.  A 
correspondence  between  these  control  points  was  established 
based  on  a  search  in  a  local  neighborhood  around  the  control 
point  of  interest.  In  a  more  recent  publication,17  they  have 
evaluated  their  approach  for  establishing  the  correspondence 
between  control  points  extracted  from  two  mammograms  us¬ 
ing  29  temporal  image  pairs,  and  presented  a  qualitative 
evaluation  based  on  an  observer  study.  They  have  demon¬ 
strated  that  91%  of  103  computer-matched  control  points 
were  in  agreement  with  those  matched  by  a  radiologist.  An 
important  assumption  of  their  work  was  that  the  distances 
between  the  control  points  did  not  change  significantly  be¬ 
tween  the  two  mammograms.  However,  this  assumption  is 
not  necessarily  a  valid  one.  Variations  in  compression  could 
potentially  cause  a  large  variation  in  the  relative  distances 
between  the  control  points.  Furthermore,  the  control  points 
representing  the  intersections  of  elongated  structures  do  not 
always  have  correspondences  on  the  two  mammograms. 
Most  of  these  points  are  two-dimensional  projection  image 
of  structures  at  different  depths  of  an  elastic  and  compress¬ 
ible  three-dimensional  breast.  The  projected  intersection 
points  can  thus  vary  from  image  to  image  and  are  not  invari¬ 
ant  lankmarks.  As  noted  by  the  authors,  the  potential  control 
points  are  not  points  that  are  naturally  selected  by  a  radiolo¬ 
gist  when  examining  mammograms.  Hence,  the  significance 
of  these  points  is  debatable. 

An  important  factor  that  may  limit  the  success  of  the 
above-mentioned  techniques  is  that  the  extraction  of  any 
meaningful  information  from  previous  mammograms  first  re- 
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quires  a  common  frame  of  reference  between  the  current  and 
previous  mammograms.  Several  complicating  factors  con¬ 
found  obtaining  such  a  frame  of  reference.  These  factors 
include  differences  in  breast  compression  and  positioning  be¬ 
tween  the  current  and  previous  mammograms,  differences  in 
the  imaging  technique  between  the  two  examinations,  and 
changes  in  breast  structure,  size,  and  tissue  density  between 
the  two  images  with  patient  age.  As  a  result,  the  mammo¬ 
graphic  appearance  of  breast  tissue  on  the  current  and  previ¬ 
ous  mammograms  of  the  same  patient  may  vary  consider¬ 
ably.  Although  these  variabilities  have  not  been  quantified 
experimentally,  they  can  be  observed  easily  from  most  mam¬ 
mograms.  Conventional  registration  techniques  work  well 
for  applications  involving  rigid  objects.  Because  of  the  elas¬ 
ticity  of  the  breast  tissue,  the  absence  of  obvious  landmarks, 
and  the  large  variability  in  the  relative  positions  of  the  breast 
tissues  projected  onto  the  mammogram  from  one  examina¬ 
tion  to  the  other,  these  techniques  may  not  be  optimal  for 
registration  of  breast  images. 

In  mammographic  interpretation,  a  radiologist  routinely 
compares  the  current  mammogram  with  previous  mammo¬ 
grams  (if  available)  of  the  same  view  in  order  to  detect 
changes  in  mammographic  features.  For  example,  if  a  mass 
is  detected  in  the  current  mammogram,  the  radiologist 
searches  for  that  mass  in  the  previous  mammogram  to  deter¬ 
mine  if  this  is  a  new  or  developing  density.  If  the  corre¬ 
sponding  mass  is  found  on  the  previous  mammogram,  then 
the  radiologist  compares  the  current  and  previous  mass  size 
and  estimates  if  the  mass  has  increased  in  size.  To  facilitate 
these  comparisons,  we  plan  to  develop  automated  methods  to 
detect  the  interval  changes  as  a  part  of  a  computer-aided 
diagnostic  system.  As  a  first  step,  we  have  developed  a  novel 
method  for  automatic  registration  of  lesions  on  temporal 
pairs  of  mammograms.  In  our  approach,  the  computer  emu¬ 
lates  the  search  method  used  by  many  radiologists  for  finding 
corresponding  structures  on  mammograms.  The  method  aims 
at  registering  a  small  region  containing  a  suspected  mass  on 
the  most  recent  mammogram  of  the  patient  with  one  on  a 
mammogram  obtained  from  a  previous  year.  Our  regional 
registration  technique  involves  three  steps:  (1)  identification 
of  a  suspicious  structure  on  the  most  recent  mammogram,  (2) 
initial  estimation  of  the  location  on  a  previous  mammogram 
of  the  region  corresponding  to  the  suspicious  structure  and 
the  definition  of  a  search  region  which  encloses  the  object  of 
interest  on  the  previous  mammogram,  and  (3)  accurate  iden¬ 
tification  of  the  location  of  the  matched  object  within  the 
search  region.  After  the  two  matched  lesions  are  identified, 
their  characteristic  features  can  be  automatically  extracted 
and  interval  changes  estimated.  In  the  present  study,  we  fo¬ 
cused  on  the  development  and  the  evaluation  of  the  regional 
registration  technique,  rather  than  to  solve  the  entire  interval 
change  analysis  problem.  The  subsequent  steps  in  the  inter¬ 
val  change  analysis  are  beyond  the  scope  of  this  study. 

In  the  following  sections  we  will  provide  a  detailed  de¬ 
scription  of  our  regional  registration  technique  for  temporal 
registration  of  mammograms  and  the  results  of  a  quantitative 
evaluation  using  a  data  set  of  74  temporal  image  pairs.  Al¬ 
though  we  evaluated  a  semiautomated  version  of  the  tech- 
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Step  1 


Step  2 


Step  3 


Most  recent  Previous 


Fig.  1.  Regional  registration  technique  for  determining  an  object  on  the 
previous  mammogram  which  corresponds  to  a  suspicious  object  on  the  most 
recent  or  current  mammogram. 


nique  in  this  preliminary  study,  it  can  be  fully  automated  by 
incorporating  a  nipple  detection  step  so  that  no  user  interac¬ 
tion  will  be  required. 

II.  MATERIALS  AND  METHODS 

A.  Regional  registration  and  mammogram 
correspondence 

As  the  term  indicates,  regional  registration  is  a  local 
rather  than  a  global  registration  technique.  It  is  a  multistep 
procedure  and  utilizes  computer-detected  objects  in  the  most 
recent  (hereafter  termed  current)  mammogram.  In  the  context 
of  this  paper,  a  current  mammogram  is  either  the  latest  mam¬ 
mogram  of  the  patient,  or  the  latest  mammogram  before  bi¬ 
opsy.  The  detected  objects  could  be  either  true  masses  (be¬ 
nign  or  malignant)  or  false  positives  (normal  breast 
structures).  Regional  registration  then  finds  a  matching  ob¬ 
ject  on  a  previous  mammogram.  The  three  major  steps  in 
regional  registration  are  illustrated  in  Fig.  1  and  details  of  the 
technique  are  described  below. 

In  the  first  step  of  regional  registration,  the  breast  region 
is  segmented  from  the  background  on  both  the  current  and 
the  previous  mammograms.  For  this  purpose  we  have  used  a 
breast  boundary  detection  algorithm  previously  developed  in 
our  laboratory.19,20  This  algorithm  could  successfully  track 
the  breast  boundaries  in  over  90%  of  the  1000  mammograms 
in  a  previous  study.  It  performed  reliably  on  all  the  images  in 
our  database.  After  extracting  the  breast  border  from  the 
mammogram,  the  location  of  the  nipple  is  estimated  on  both 
the  current  and  the  previous  mammograms.  Any  automated 
method21,22  can  be  used  for  finding  the  nipple  location.  How¬ 
ever,  in  this  study,  the  nipple  location  was  manually  identi¬ 
fied  by  a  radiologist  for  all  images  in  our  data  set.  The  breast 
border  and  the  nipple  location  now  form  the  basis  of  a  global 
breast  alignment  (GBA)  procedure  illustrated  in  Fig.  2.  Since 
the  sizes  and  the  orientations  of  the  two  images  could  vary 
between  the  current  and  previous  mammograms,  a  common 
frame  of  reference  is  needed.  The  GBA  procedure  has  been 
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Fig.  2.  Global  breast  alignment  based  on  the  mutual  information  between 
the  two  breast  regions.  Nc — nipple  location  in  current  mammogram, 
Np — nipple  location  in  previous  mammogram,  N — nipple  location  for  both 
current  and  previous  mammograms  after  translating  them  to  the  common 
frame  of  reference.  The  previous  mammogram  is  rotated  until  the  mutual 
information  between  the  two  mammograms  is  maximized. 


devised  specifically  to  provide  such  a  frame  of  reference.  We 
first  define  a  new  frame  of  reference  with  the  nipple  location 
on  the  current  mammogram  ( Nc )  as  the  origin.  The  previous 
mammogram  is  translated  so  that  its  nipple  location  (Np) 
aligns  with  the  origin  in  the  common  frame  of  reference  as 
shown  in  Fig.  2.  Using  the  origin  as  the  pivot  point,  we  rotate 
the  previous  mammogram  to  align  the  breast  regions  in  the 
two  images. 

We  have  evaluated  two  different  methods  for  estimation 
of  the  optimum  rotation  angle.  The  first  method  is  based  on 
maximization  of  the  overlap  area,  and  the  second  method  is 
based  on  maximization  of  the  mutual  information  (MI)23,24 
between  the  two  segmented  breast  regions.  To  determine  the 
MI,  we  first  rescale  the  breast  portion  of  both  mammograms 
to  a  0-255  gray  scale.  For  a  given  rotation  angle  6,  the 
two-dimensional  (2D)  histogram  he{i,j)  of  the  gray  levels 
for  the  corresponding  pixels  on  the  current  mammogram  and 
the  previous  mammogram  is  constructed.  Here  i  refers  to  the 
gray  level  on  the  current  mammogram  and  j  refers  to  the 
gray  level  on  the  previous  mammogram  rotated  by  an  angle 
6.  The  probability  density  of  the  gray  scale  co-occurrences  is 
estimated  from  the  2D  histogram  as 


foUJ) 


(1) 


where  0^i,j'=£255,  0«m,n^255.  The  mutual  information 
(MI,?)  between  the  two  images  for  a  specific  rotation  angle  9 
is  computed  as 


MI9=X  fe(i,j)*  log2 


MjJ) 

'ZJe(i,m)'2Je{n,j) 


(2) 


Medical  Physics,  Vol.  26,  No.  12,  December  1999 


2672  Sanjay-Gopal  et  a!.:  A  regional  registration  technique 


Fig.  3.  Polar  coordinate  system  defined  using  the  nipple  location  and  the 
nipple-centroid  axis.  The  search  region  for  finding  a  matching  object  on  the 
previous  mammogram  is  shown  as  the  shaded  region. 


The  above-mentioned  procedure  is  repeated  for  several  rota¬ 
tion  angles  and  the  angle  0^  which  provides  the  maximum 
mutual  information  is  chosen  for  global  breast  alignment  of 
the  previous  mammogram  and  the  current  mammogram. 
Note  that  while  the  area  overlap  method  for  GBA  uses  the 
binary  image  after  segmentation,  the  Mi-based  method  uses 
the  original  gray  scale  image.  The  effects  of  the  two  methods 
on  the  accuracy  of  regional  registration  will  be  discussed 
later  in  Sec.  IV.  Once  the  two  images  are  aligned  in  the 
common  frame  of  reference,  the  centroid  of  the  breast  region 
is  estimated,  and  the  nipple-centroid  axis  is  defined  for  both 
mammograms.  For  comparison  we  also  show  in  Sec.  HI  re¬ 
gional  registration  results  based  on  computing  the  centroids 
of  the  two  breast  regions  without  global  breast  alignment. 
The  nipple-centroid  axis  forms  the  basis  for  the  second  step 
of  regional  registration. 

In  the  second  step,  suspicious  regions  are  automatically 
segmented  from  the  breast  region  on  the  current  mammo¬ 
gram.  This  can  be  accomplished  by  using  a  density-weighted 
contrast  enhancement  (DWCE)  technique25  previously  de¬ 
veloped  in  our  laboratory.  While  the  use  of  the  DWCE  tech¬ 
nique  is  not  critical  for  regional  registration,  it  does  help 
automate  the  entire  procedure.  Alternatively,  a  radiologist 
can  manually  identify  a  suspicious  object  or  a  region  of  in¬ 
terest  on  the  current  mammogram  and  the  regional  registra¬ 
tion  technique  can  be  used  to  identify  a  corresponding  region 
on  the  previous  mammogram.  Once  suspicious  objects  have 
been  identified  on  the  current  mammogram,  the  centroid  of 
each  object  is  estimated.  A  polar  coordinate  system  is  then 
defined  using  the  nipple  as  the  origin  and  the  nipple-centroid 
axis  as  the  0°  axis  on  both  images.  This  is  illustrated  in  Fig. 
3.  The  location  of  the  centroid  of  a  suspicious  object  on  the 
current  mammogram  is  determined  as  (r,  6).  We  then  com¬ 
pute  two  scale  factors — the  radial  scale  factor  si  and  the 
angular  scale  factor  s2.  These  scale  factors  have  been  de¬ 
vised  to  provide  a  first-order  correction  for  factors  such  as 
breast  compression  differences  between  the  current  and  pre¬ 
vious  mammograms,  differences  in  image  magnification  and 
size,  and  changes  in  overall  breast  shape  between  the  two 
images.  The  radial  scale  factor  is  estimated  as  the  ratio  of 
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the  nipple-centroid  distances  on  the  previous  and  current 
images.  The  angular  scale  factor  s2  is  estimated  as  the  ratio 
of  the  angular  width  of  the  breast  on  the  previous  image  at 
radius  to  that  on  the  current  image  at  radius  r.  The  initial 
estimate  of  the  corresponding  location  of  the  suspicious  ob¬ 
ject  on  the  previous  mammogram  is  then  obtained  as 
( sxr,s20 ). 

Using  the  initial  estimate  of  the  centroid  of  the  object  on 
the  previous  mammogram,  we  can  define  a  fan-shaped 
search  region  bounded  by  sxr±  S  and  s2d±  e  as  illustrated  in 
Fig.  3.  The  object  found  on  the  current  mammogram  is  then 
used  as  a  template  to  search  for  a  matching  object  in  the 
search  region  on  the  previous  mammogram.  The  size  of  the 
search  region  (defined  by  S  and  e)  depends  on  the  variability 
between  mammograms  obtained  from  one  examination  to  the 
other.  Since  it  is  difficult  to  predict  the  variability  of  an  elas¬ 
tic  and  deformable  object  such  as  the  breast  by  any  analytical 
method,  we  have  determined  this  variability  experimentally 
from  the  mammograms  in  our  data  set.  The  variation  in  com¬ 
pression  can  cause  a  change  in  the  relative  locations  of  vari¬ 
ous  breast  structures  on  these  images  as  well  as  a  rotation  of 
the  breast  boundary  with  respect  to  the  fixed  image  coordi¬ 
nates.  By  relating  the  position  of  a  breast  structure  to  the 
corresponding  nipple-centroid  axis,  and  by  performing  a 
search  in  the  corresponding  search  region,  we  can  reduce  the 
effect  of  this  variability.  In  this  study  we  have  estimated  the 
size  of  the  search  region  required  to  enclose  all  correspond¬ 
ing  objects  on  the  previous  mammogram  using  ground  truth 
objects  identified  on  the  previous  mammograms  by  a  radi¬ 
ologist.  The  distance  of  the  initial  estimate  of  the  center  of 
the  search  region  from  the  centroid  of  the  ground  truth  object 
was  also  estimated. 

The  third  and  final  step  in  the  regional  registration  proce¬ 
dure  involves  a  systematic  search  to  identify  a  corresponding 
structure  within  the  fan-shaped  search  region  on  the  previous 
mammogram.  In  this  study  we  have  evaluated  two  different 
search  criteria.  The  first  criterion  is  based  on  gray  scale  tem¬ 
plate  matching.  A  rectangular  gray  scale  template  centered 
on  the  mass  centroid  is  extracted  from  the  current  mammo¬ 
gram.  The  choice  of  the  size  of  the  template  region  can  affect 
the  accuracy  of  the  registration  technique.  The  minimum  re¬ 
quired  size  of  a  rectangular  template  is,  of  course,  a  rectan¬ 
gular  region  which  encloses  the  mass  exactly.  However,  one 
can  also  include  a  small  portion  of  the  background  region  in 
the  template.  We  have  analyzed  the  performance  of  our  al¬ 
gorithm  using  two  different  sizes  for  this  template.  The  first 
includes  a  1 -pixel- wide  background  region  all  around  the 
boundary  of  the  suspicious  object  while  the  second  includes 
a  5-pixel-wide  background  region.  For  each  pixel  (i,j)  in  the 
fan-shaped  region  on  the  previous  mammogram,  a  region  of 
interest  (ROI)  centered  on  the  pixel  and  of  the  same  size  as 
the  mass  template  is  extracted.  We  denote  the  (m,n)th  pixel 
in  the  gray  scale  template  extracted  from  the  current  mam¬ 
mogram  as  p(m,n)  and  that  from  the  ROI  obtained  from  the 
fan-shaped  region  as  qitj(m,n).  A  correlation  measure  de¬ 
fined  as 
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c  Sw>H(p(m,n)-p)(g,v(m,w)-g) 

1,1  V(2m,n(p(m,n)-p)2)(2m,„(9,i;(m,n)-^)2) 

is  then  obtained  for  each  pixel  (i,j)  within  the  search  region 
on  the  previous  mammogram.  Here  the  summation  is  per¬ 
formed  over  the  mass  template,  and  p  and  q  denote  the  av¬ 
erage  pixel  values  in  the  template  and  ROI,  respectively.  The 
correlation  values  in  the  search  region  are  then  smoothed  by 
a  3X3  averaging  kernel  to  reduce  fluctuations.  The  final 
estimate  of  the  location  of  the  mass  centroid  on  the  previous 
mammogram  is  obtained  as  the  location  corresponding  to 
maximum  correlation.  The  second  search  criterion  is  based 
on  maximizing  the  mutual  information  between  the  mass 
template  and  the  ROI  extracted  from  within  the  search  re¬ 
gion.  The  MI  approach  is  similar  to  that  described  earlier  for 
alignment  of  the  breast  regions,  except  that  the  regions  to  be 
matched  are  limited  to  the  size  of  the  mass  template. 

Once  a  corresponding  structure  is  found  on  the  previous 
mammogram  for  a  suspicious  object  on  the  current  mammo¬ 
gram,  it  can  be  used  for  an  interval  change  analysis  within  a 
CAD  scheme,  as  we  have  shown  in  an  independent  study.26 
If  the  search  procedure  in  the  fan-shaped  region  does  not 
yield  a  corresponding  region,  then  the  suspicious  object  on 
the  current  mammogram  can  be  considered  as  a  newly  de¬ 
veloped  density.  Objects  for  which  no  corresponding  object 
can  be  found  on  the  previous  mammogram  can  be  analyzed 
with  methods  designed  for  single  images  in  an  overall  CAD 
scheme.  Note  that  in  this  study  the  search  techniques  are 
structured  in  a  way  to  always  determine  a  matching  object. 
Search  criteria  to  identify  new  densities  will  be  developed  in 
future  studies. 

B.  Image  acquisition  and  data  set 

The  data  set  for  this  study  consisted  of  127  images  ob¬ 
tained  from  the  files  of  34  patients  who  had  undergone  bi¬ 
opsy  at  the  University  of  Michigan.  From  these  127  mam¬ 
mograms,  74  temporal  pairs  of  images  were  obtained.  The 
current  mammogram  of  each  temporal  pair  exhibited  a 
biopsy-proven  mass.  All  previous  mammograms  in  the  74 
temporal  pairs  contained  a  mass,  a  structure,  or  a  density 
which  the  radiologist  could  match  to  the  mass  detected  in  the 
corresponding  current  image.  Since  some  patient  files  con¬ 
tained  a  sequence  of  mammograms  over  three  years,  the 
number  of  temporal  pairs  was  larger  than  half  the  number  of 


images.  The  74  temporal  image  pairs  were  comprised  of  43 
cranio-caudal  views  and  31  mediolateral-oblique  views. 

The  mammograms  of  20  temporal  pairs  were  digitized 
with  a  LUMISYS  DIS-1000  laser  scanner  at  a  pixel  resolu¬ 
tion  of  0.1  mm  X  0.1  mm  and  with  12  bit  resolution.  The  digi¬ 
tizer  was  calibrated  so  that  the  gray  values  were  linearly  and 
inversely  proportional  to  the  optical  density  (OD)  within  the 
range  of  0.1-2.8  OD  units,  with  a  slope  of  -0.001  OD/pixel 
value.  Outside  this  range,  the  slope  of  the  calibration  curve 
decreased  gradually.  The  OD  range  of  this  digitizer  was 
0-3.5.  The  mammograms  of  the  remaining  54  temporal  pairs 
were  digitized  with  a  LUMISCAN  85  laser  scanner  at  a  pixel 
resolution  of  0.05mmX0.05  mm  and  with  12  bit  resolution. 
This  digitizer  was  calibrated  so  that  the  gray  values  were 
linearly  and  inversely  proportional  to  the  OD  within  the 
range  0-4  OD  units,  with  a  slope  of  —0.001  OD/pixel  value. 
All  images  were  subsequently  reduced  to  0.8  mm  resolution 
by  averaging  adjacent  8X8 pixels  (20  pairs)  or  16 
X  16  pixels  (54  pairs).  Since  the  same  digitizer  was  used  for 
digitizing  all  films  of  the  same  case,  the  differences  in  the 
digitizers  would  have  no  effect  on  the  analysis  of  each  image 
pair.  Given  the  small  differences  between  the  two  laser  digi¬ 
tizers  and  the  large  differences  in  the  imaging  technique  and 
in  the  breast  appearance  from  one  case  to  another,  it  could  be 
expected  that  the  use  of  cases  collected  with  the  two  different 
digitizers  would  not  affect  the  evaluation  of  the  registration 
technique. 

While  the  regional  registration  technique  can  be  used  for 
determining  a  corresponding  structure  or  region  for  any 
structure  (both  false  positives  and  masses)  in  the  breast,  in 
this  study  we  have  analyzed  its  accuracy  on  biopsy-proven 
masses  alone.  The  location  of  the  mass  on  the  current  mam¬ 
mogram  was  identified  by  an  MQSA-certified  radiologist  ex¬ 
perienced  in  breast  imaging.  The  radiologist  manually  iden¬ 
tified  the  corresponding  region  on  the  previous  mammogram 
and  the  nipple  location  on  both  the  current  and  the  previous 
mammograms  using  an  interactive  image  analysis  tool  on  a 
UNIX  workstation.  For  each  current  mammogram,  the 
boundary  of  the  mass  was  manually  delineated  by  the  radi¬ 
ologist  using  an  image  display  program  developed  in  our 
laboratory.  A  bounding  box  enclosing  the  corresponding  ob¬ 
ject  on  the  previous  mammogram  was  provided  by  the  radi¬ 
ologist  for  each  of  the  masses.  Each  mass  as  well  as  the 
corresponding  structure  on  the  previous  mammogram  was 
rated  for  its  visibility  on  a  scale  of  1-10,  where  the  rating  of 


Size  of  mass  in  current  mammogram  (mm) 


Size  of  mass  in  current  mammogram  (mm) 


Fig.  4.  Distribution  of  the  size  of  the 
mass  on  the  current  mammogram  with 
respect  to  the  size  of  the  correspond¬ 
ing  structure  on  the  previous  mammo¬ 
gram  as  estimated  by  an  experienced 
breast  radiologist  for  benign  (B)  and 
malignant  (M)  cases  in  the  data  set. 
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Fig.  5.  Distribution  of  the  visibility  of  the  mass  on  the 
current  mammogram  with  respect  to  the  visibility  of  a 
corresponding  structure  on  the  previous  mammogram 
as  rated  by  an  experienced  breast  radiologist  for  benign 
(B)  and  malignant  (M)  cases.  In  this  rating  scale  the 
visibility  of  the  masses  decreases  from  1  to  10  with  10 
being  the  least  visible.  The  total  number  of  points  in 
these  two  graphs  is  less  than  the  total  number  of  mam¬ 
mogram  pairs  in  our  database,  because  mammogram 
pairs  with  the  same  rating  appear  as  a  single  point. 


1  corresponded  to  the  most  visible  category.  The  size  of  the 
mass  on  the  current  mammogram  as  well  as  the  size  of  the 
corresponding  structure  on  the  previous  mammogram  was 
also  provided  by  the  radiologist.  For  previous  mammograms 
on  which  the  radiologist  could  not  identify  a  distinct  mass, 
the  “mass”  size  was  given  a  size  of  0  mm.  The  parenchymal 
density  was  rated  based  on  the  BIRADS  lexicon.  The  distri¬ 
butions  of  the  size  and  visibility  ratings  for  benign  and  ma¬ 
lignant  cases  in  this  data  set  are  shown  in  Figs.  4  and  5. 

C.  Evaluation  of  registration  accuracy 

The  bounding  box  enclosing  the  corresponding  object  on 
the  previous  mammogram  provided  by  the  radiologist  was 
used  as  the  “ground  truth”  to  evaluate  the  accuracy  of  the 
regional  registration  technique.  We  have  used  two  different 
measures  for  assessing  registration  accuracy.  The  first  mea¬ 
sure  quantifies  whether  the  corresponding  region  is  correctly 
identified  by  the  registration  algorithm.  This  measure  is  com¬ 
puted  simply  as  the  number  of  cases  in  which  the  estimated 
centroid  location  of  the  mass  on  the  previous  mammogram  is 
inside  the  bounding  box  provided  by  the  radiologist.  The 
second  measure  quantifies  the  error  in  the  estimate  of  the 
corresponding  region  on  the  previous  mammogram  and  is 
defined  as  the  Euclidean  distance  between  the  estimated  cen¬ 
troid  of  the  corresponding  region  and  the  center  of  the 
bounding  box  provided  by  the  radiologist.  Together  these 
two  measures  answer  the  questions:  (a)  does  regional  regis¬ 


tration  work?  (b)  how  well  does  the  technique  perform  in 
matching  structures  between  the  current  and  previous  mam¬ 
mograms?  In  Sec.  Ill  we  provide  the  results  of  regional  reg¬ 
istration  with  and  without  global  breast  alignment  and  using 
both  correlation  and  mutual  information  as  the  search  crite¬ 
rion  in  step  3. 

III.  RESULTS 

To  provide  the  reader  with  a  qualitative  idea  of  algorithm 
performance  we  first  illustrate  the  intermediate  results  at 
various  stages  of  the  algorithm.  Then  the  results  of  each  of 
the  three  steps  of  the  algorithm  are  presented  with  an  analy¬ 
sis  of  the  dependence  of  the  performance  on  various  algo¬ 
rithm  parameters.  Also  presented  is  an  analysis  of  the  accu¬ 
racy  of  regional  registration  using  the  error  measures  defined 
in  Sec.  EC.  In  the  following  sections,  the  term  “initial  esti¬ 
mate”  refers  to  the  estimate  of  the  center  of  the  search  re¬ 
gion  in  step  2  of  regional  registration.  The  term  “final  esti¬ 
mate”  refers  to  the  outcome  of  the  search  procedure  adopted 
in  step  3  and  represents  the  overall  result  of  regional  regis¬ 
tration. 

A.  Intermediate  results  of  regional  registration 

Figures  6-8  show  an  example  of  the  intermediate  and 
final  results  of  applying  the  regional  registration  technique  to 
a  temporal  pair  of  mammograms.  The  original  digitized 
mammograms — current  and  previous — with  the  automati- 


Fig.  6.  Left — most  recent  or  current  mammogram.  Right — previous  mam-  Fig.  7.  Left — location  of  the  mass  on  the  current  mammogram.  Right — 
mogram.  The  breast  images  are  superimposed  with  the  breast  borders  de-  radiologist-identified  region  on  previous  mammogram  corresponding  to  the 
tected  by  a  breast  boundary  tracking  algorithm.  mass  on  the  current  mammogram. 
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Fig.  8.  The  fan-shaped  search  region  on  the  previous  mammogram.  The 
initial  computer  estimate  of  the  centroid  location  of  the  region  correspond¬ 
ing  to  the  mass  is  at  the  center  of  the  search  region.  The  final  estimate  of  the 
centroid  of  the  corresponding  region  (indicated  by  X)  is  obtained  by  using 
the  correlation  criterion  within  the  fan-shaped  search  region. 

cally  tracked  breast  boundaries  superimposed,  are  shown  in 
Fig.  6.  The  location  of  the  mass  on  the  current  mammogram 
is  shown  in  Fig.  7  along  with  the  corresponding  radiologist- 
identified  region  on  the  previous  mammogram.  Figure  8 
shows  the  fan-shaped  search  region  on  the  previous  mammo¬ 
gram  estimated  in  step  2  of  regional  registration.  The  initial 
estimate  is  at  the  center  of  this  search  region  which  is  to  be 
used  in  step  3  for  localization  of  the  corresponding  mass. 
The  centroid  location  of  the  corresponding  object  estimated 
by  the  algorithm  using  the  correlation  measure  as  the  search 
criterion  is  also  shown  in  Fig.  8. 

B.  Initial  estimates  and  search  regions 

Figure  9  shows  histograms  of  the  Euclidean  distance  be¬ 
tween  the  initial  estimate  of  the  centroid  location  of  the  cor¬ 
responding  structure  on  the  previous  mammogram  and  the 
center  of  the  bounding  box  provided  by  the  radiologist.  For 
the  74  temporal  image  pairs  used  in  this  data  set,  the  average 
Euclidean  distance  error  of  the  initial  estimate  was  10.5  mm 
(std.  dev.  6.4  mm)  without  the  GBA  procedure  and  9.8  mm 
(std.  dev.  6.0  mm)  with  the  GBA  procedure.  The  overall 
accuracy  was  46%  in  both  cases,  i.e.,  in  34  of  the  74  tempo¬ 
ral  image  pairs  the  initial  estimate  was  inside  the  ground- 
truth  bounding  box.  Based  on  observation  of  the  radial  de¬ 
viation  errors  and  the  angular  deviation  errors  (defined  in 
Sec.  IV)  in  Figs.  10  and  11,  a  search  region  defined  by  e 
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=0.35  +  5/r  rad  and  8=  20  mm  with  GBA  (8=  25  mm  for  no 
GBA),  where  r  is  the  radial  distance  from  the  nipple,  was 
used  for  the  evaluation  of  the  local  search  criteria  used  in 
step  3  of  regional  registration. 

C.  Local  search  criteria  and  final  estimates 

Figure  12  shows  the  histograms  of  the  Euclidean  distance 
errors  of  the  final  estimate  of  the  corresponding  structure 
using  the  correlation  measure  as  the  search  criterion.  Table  I 
summarizes  the  results  along  with  the  average  Euclidean  dis¬ 
tance  errors  and  standard  deviations  using  both  the  correla¬ 
tion  and  the  mutual  information  search  criteria  and  with  and 
without  the  GBA  procedure.  The  average  Euclidean  distance 
errors  and  deviations  for  the  cases  where  the  final  estimate  is 
inside  the  ground-truth  region  identified  by  the  radiologist 
and  the  cases  where  it  is  outside  are  also  listed  separately. 
Regional  registration  incorporating  the  GBA  procedure  and 
using  correlation  as  a  search  criterion  has  an  accuracy  of 
85%.  In  63  of  the  74  temporal  image  pairs,  the  final  estimate 
of  the  location  of  the  corresponding  region  was  inside  the 
radiologist-identified  ground-truth  region.  The  use  of  mutual 
information  as  a  search  criterion  yielded  an  accuracy  of  74% 
(55  out  of  74  temporal  pairs).  The  average  Euclidean  dis¬ 
tance  error  for  regional  registration  incorporating  GBA  and 
correlation  was  4.7  mm  (std.  dev.  5.8  mm)  for  all  74  tempo¬ 
ral  pairs  and  2.8  mm  (std.  dev.  1.9  mm)  in  85%  (63/74)  of 
the  temporal  pairs.  Use  of  mutual  information  as  a  search 
criterion  in  step  3  results  in  values  of  7.2  mm  (std  dev.  8.6 
mm)  and  3.0  mm  (std.  dev.  2.0  mm),  respectively,  for  the 
same  quantities. 

IV.  DISCUSSION 

A.  Initial  estimates  and  search  regions 

From  the  histograms  of  Fig.  9,  we  observe  that  the  use  of 
the  GBA  procedure  results  only  in  a  marginal  improvement 
in  the  initial  estimate,  if  the  Euclidean  distance  error  is  the 
only  measure  considered.  However,  the  GBA  procedure  has 
a  significant  effect  in  reducing  the  size  of  the  search  region 
required  for  regional  registration.  In  order  to  compute  the 
required  sizes  (5  and  e  in  Fig.  3)  of  the  search  region,  we 
computed  two  quantities — the  radial  distance  deviation  and 
the  angular  deviation — using  the  initial  estimate  obtained 
from  step  2  for  the  74  temporal  image  pairs.  The  radial  dis¬ 
tance  deviation  is  defined  as  the  absolute  difference  between 
S]T  and  rc,  where  rc  is  the  radial  distance  of  the  center  of 
the  ground-truth  region  from  the  nipple  location  on  the  pre- 
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Fig.  9.  Histograms  of  Euclidean  dis¬ 
tance  between  the  initial  estimate  of 
the  centroid  location  of  the  corre¬ 
sponding  object  and  the  center  of  the 
radiologist-identified  object  on  the 
previous  mammogram  with  and  with¬ 
out  GBA. 
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Fig.  10.  Histograms  of  radial  distance 
deviation  between  the  initial  estimate 
of  the  centroid  location  of  the  corre¬ 
sponding  object  and  the  center  of  the 
radiologist-identified  object  on  the 
previous  mammogram  with  and  with¬ 
out  GBA. 


vious  mammogram.  The  histograms  of  radial  distance  devia¬ 
tions  for  the  74  temporal  image  pairs  with  and  without  the 
GBA  procedure  are  shown  in  Fig.  10.  An  important  obser¬ 
vation  is  that  a  S  value  of  25  mm  is  needed  to  include  the 
centers  of  the  ground-truth  structures  if  the  GBA  procedure 
is  not  used  in  step  1.  The  use  of  the  GBA  procedure  results 
in  a  decrease  in  the  value  of  S  to  20  mm.  This  decrease  helps 
significantly  increase  the  overall  accuracy  of  the  regional 
registration  as  discussed  below. 

In  Fig.  1 1  the  angular  deviation  of  the  initial  estimate  is 
plotted  against  the  radial  distance  of  the  centers  of  the 
ground-truth  regions  on  the  previous  mammogram.  The  an¬ 
gular  deviation  e  is  defined  as  s20~  6C  where  0C  is  the  angle 
between  the  nipple-ground-truth  center  vector  and  the 
nipple-centroid  axis.  In  an  earlier  study27  using  both  false 
positives  and  masses,  we  have  observed  that  the  value  of  e 
needed  to  include  the  center  of  the  ground-truth  region  de¬ 
creases  with  distance  from  the  nipple,  i.e.,  increases  with 


Fig.  11.  Angular  deviation  between  the  initial  estimate  of  the  centroid  loca¬ 
tion  of  the  corresponding  object  and  the  center  of  the  radiologist-identified 
object  on  the  previous  mammogram  with  and  without  GBA.  Also  shown  are 
the  bounding  lines  defined  using  e=0.35+5/r  rad. 


distance  from  the  chest  wall.  This  may  be  attributed  to  the 
increased  deformability  of  the  breast  tissue  closer  to  the 
nipple  compared  to  the  tissue  closer  to  the  chest  wall.  This 
indicates  that  a  possible  approach  to  take  into  account  this 
variability  is  to  incorporate  a  variable  e,  one  which  is  in¬ 
versely  proportional  to  the  radial  distance  r  from  the  nipple. 
For  the  data  set  in  this  study,  we  have  investigated  several 
forms  for  this  dependence  all  of  which  fit  under  the  general 
model 

e=  e^+K/r. 

Here  e±  and  K  are  two  constants  which  affect  the  form  of  the 
dependency.  Based  on  our  observation  of  the  angular  devia¬ 
tions  for  the  entire  data  set  of  74  temporal  pairs  we  have 
chosen  6^=  0.35  rad  and  K=  5  rad-mm.  As  can  be  seen  from 
Fig.  11,  with  these  values  of  and  K,  all  of  the  centers  of 
the  ground-truth  regions  are  within  the  search  region.  There¬ 
fore,  a  search  region  defined  by  e = 0.35  +  5/r  rad,  and  <5=  20 
mm  (if  GBA  was  applied)  or  <5=25  mm  (if  GBA  was  not 
applied)  was  used  for  evaluation  of  the  local  search  criteria 
used  in  step  3  of  regional  registration. 
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Fig.  12.  Histograms  of  Euclidean  distance  error  for  corresponding  regions 
estimated  by  regional  registration  using  the  correlation  measure  in  step  3 
with  and  without  GBA.  This  error  is  defined  as  the  Euclidean  distance 
between  the  centroid  location  of  the  estimated  corresponding  region  and  the 
center  of  the  radiologist-identified  ground-truth  corresponding  region  on  the 
previous  mammogram. 
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Table  I.  Accuracy  of  regional  registration  using  correlation  measure  and 
mutual  information  measure  in  step  3  with  and  without  global  breast  align¬ 
ment  (GBA)  and  using  a  1-pixel-wide  background  region  for  the  template 
from  the  current  mammogram.  Correct  estimates  are  the  cases  where  the 
estimated  centroid  location  was  within  the  bounding  box  of  the  radiologist- 
identified  object  location. 


Method 

Accuracy 

Overall  average 
error  (mm) 

Average 

error 
(mm)  for 
correct 

estimates 

Average 

error 

(mm)  for 
incorrect 

estimates 

Correlation 
without  GBA 

77%  (57/74) 

7.4±10.2 

2. 8+2.0 

22.9±  11.5 

Mutual 
information 
without  GBA 

68%  (50/74) 

8.8+10.5 

3.0±2.0 

20.7±  11.1 

Correlation 
with  GBA 

85%  (63/74) 

4.7+5.8 

2.8±1.9 

15.7±8.3 

Mutual 
information 
with  GBA 

74%  (55/74) 

7.2±8.6 

3.0±2.0 

19.4±8,9 

B.  Local  search  criteria  and  final  estimates 

We  have  evaluated  the  use  of  correlation  and  mutual  in¬ 
formation  as  the  local  search  criteria.  From  Table  I  we  ob¬ 
serve  that  the  GBA  procedure  results  in  a  higher  accuracy 
irrespective  of  the  search  criterion.  While  the  use  of  mutual 
information  as  a  search  criterion  performs  reasonably  well  by 
itself  (74%  accuracy  with  an  average  error  of  7.2  mm)  the 
use  of  correlation  measure  was  observed  to  result  in  more 
accurate  registration.  For  the  images  in  this  data  set,  the  cor¬ 
relation  measure  outperformed  the  mutual  information  mea¬ 
sure  irrespective  of  whether  the  breast  centroids  were  com¬ 
puted  with  or  without  the  GBA  procedure. 

A  few  observations  on  the  11  cases  where  the  final  esti¬ 
mate  was  outside  the  radiologist-identified  ground-truth  cor¬ 
responding  region  are  in  order.  In  7  of  the  1 1  cases  although 
the  radiologist  did  provide  a  region  corresponding  to  the 
mass  on  the  current  mammogram,  the  corresponding  struc¬ 
ture  on  the  previous  mammogram  was  very  subtle  (visibility 
rating  8  or  higher)  with  indistinct  boundaries.  The  radiologist 
could  only  estimate  the  region  where  the  mass  would  de¬ 
velop  rather  than  the  mass  itself,  so  the  truth  was  uncertain. 
In  one  of  the  remaining  4  cases,  the  mass  was  an  architec¬ 
tural  distortion  in  the  current  mammogram.  In  a  second  (be¬ 
nign)  case  the  mass  shape  had  changed  considerably.  Upon 
consultation  of  the  pathology  report,  the  radiologist  con¬ 
cluded  that  the  mass  was  a  benign  cyst  which  had  been  as¬ 
pirated  in  the  previous  year  resulting  in  a  substantial  change 
in  its  shape.  In  the  third  case,  the  proximity  of  the  mass  to 
the  chest  wall  resulted  in  it  being  incompletely  imaged  in  the 
previous  year  compared  to  the  current  year.  In  such  cases  the 
correlation  measure  of  a  neighboring  breast  structure  would 
tend  to  be  higher  than  that  of  the  corresponding  structure.  In 
the  fourth  case,  an  overlap  of  two  vessels  was  identified  as 
corresponding  to  the  mass  on  the  current  mammogram  while 
the  region  corresponding  to  the  mass  was  observed  to  be 
extremely  subtle.  In  almost  all  of  the  11  cases  the  proximity 
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of  the  corresponding  region  to  a  dense  structure  combined 
with  the  subtle  nature  of  the  structure  on  the  previous  mam¬ 
mogram  render  the  correlation  measure  ineffective  in  estab¬ 
lishing  correspondence.  However,  in  clinical  practice,  these 
masses  will  likely  be  categorized  as  a  newly  developed  den¬ 
sity.  Criteria  to  distinguish  a  newly  developed  density  will  be 
investigated  in  further  studies. 


C.  GBA:  Area  overlap  vs  mutual  information 

For  the  images  used  in  this  study,  the  result  of  the  GBA 
procedure  based  on  maximizing  the  area  overlap  between  the 
breast  regions  in  the  two  images  of  a  temporal  pair  is  com¬ 
parable  to  that  based  on  maximizing  the  mutual  information. 
However,  our  observation  is  that  the  mutual  information  cri¬ 
terion  is  preferable  to  the  area  overlap  criterion.  The  area 
overlap  measure  suffers  from  the  drawback  that  if  the  breast 
region  in  one  of  the  mammograms  is  uniformly  smaller  than 
that  in  the  other,  i.e.,  the  breast  edge  in  one  is  completely 
within  the  breast  edge  in  the  other,  then  there  is  no  unique 
rotation  angle  at  which  the  area  overlap  is  maximized.  Al¬ 
though  the  range  of  rotation  angles  over  which  local  maxima 
of  the  area  overlap  occur  is  small,  the  resulting  estimate  of 
the  rotation  angle  for  GBA  may  be  suboptimal.  The  use  of 
mutual  information,  however,  results  in  a  single  unique  rota¬ 
tion  angle  at  which  MI  is  maximized.  In  any  case,  as  dis¬ 
cussed  earlier,  the  use  of  the  GBA  procedure  before  comput¬ 
ing  the  breast  centroid  results  in  a  reduction  in  the  size  of  the 
search  region.  A  smaller  search  region  reduces  the  likelihood 
that  the  mass  template  is  matched  to  an  incorrect  structure 
and,  therefore,  increases  the  accuracy  and  reduces  the  Eu¬ 
clidean  distance  error. 


D.  Template  size,  scale  factors,  and  computation 
times 

The  size  of  the  background  region  in  the  gray  scale  tem¬ 
plate  extracted  from  the  current  mammogram  affects  regis¬ 
tration  accuracy.  For  the  74  temporal  pairs  in  this  data  set, 
the  best  performance  was  observed  when  a  1-pixel-wide 
background  region  was  included  all  around  the  boundary  of 
the  mass  template.  A  5-pixel-wide  background  region  re¬ 
sulted  in  a  decrease  in  accuracy  and  an  increase  in  the  aver¬ 
age  Euclidean  distance  error.  The  accuracy  progressively  de¬ 
creased  and  the  Euclidean  distance  error  increased  with  an 
increase  in  the  size  of  the  background  region  in  the  template. 
Figure  13  shows  the  distributions  of  the  radial  and  angular 
scale  factors  for  the  images  used  in  this  study.  The  radial 
scale  factor  rj  ranged  from  0.94  to  1.05  for  this  data  set.  Use 
of  reduced  the  size  of  the  search  area  by  decreasing  the 
required  value  for  &  The  angular  scale  factor  s2  was  very 
close  to  1  in  all  cases  and  did  not  seem  to  make  any  major 
difference  for  the  images  in  this  data  set.  On  a  final  note  the 
computation  time  required  for  regional  registration  incorpo¬ 
rating  correlation  was  on  the  average  2  s  without  GBA  and  4 
s  with  GBA  on  a  UNIX  workstation  (DEC  AlphaStation  600 
series). 
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Fig.  13.  Histograms  of  the  radial  scale 
factor  and  the  angular  scale  factor  for 
74  temporal  image  pairs.  The  radial 
scale  factor  j,  is  estimated  as  the  ratio 
of  the  nipple-centroid  distances  on  the 
previous  and  current  images.  The  an¬ 
gular  scale  factor  s2  is  estimated  as  the 
ratio  of  the  angular  width  of  the  breast 
on  the  previous  image  at  radius  to 
that  on  the  current  image  at  radius  r. 


V.  CONCLUSIONS 

Radiologists  are  interested  in  determining  any  local 
changes  in  breast  tissue  over  time  which  may  indicate  a  de¬ 
veloping  cancer.  We  have  developed  a  novel  regional  regis¬ 
tration  technique  for  temporal  registration  of  mammograms. 
This  technique  could  become  an  important  component  of  a 
CAD  scheme  for  mammographic  analysis.  Unlike  other  tech¬ 
niques  found  in  the  literature,  our  regional  registration  tech¬ 
nique  does  not  depend  on  the  identification  of  landmark 
structures  or  control  points  on  the  mammograms.  It  is  based 
on  a  search  technique  that  many  radiologists  use  and  has 
proven  to  be  successful  in  mammographic  interpretation.  Af¬ 
ter  corresponding  objects  are  found,  they  can  be  analyzed  for 
interval  changes  in  a  CAD  scheme.  Our  preliminary  results 
indicate  that  the  regional  registration  technique  is  promising 
in  identifying  corresponding  regions  from  temporal  mammo¬ 
graphic  pairs.  In  85%  (63/74)  of  the  cases  the  regional  reg¬ 
istration  technique  correctly  identified  the  corresponding  re¬ 
gion  in  the  previous  mammogram.  For  these  63  cases,  it  is 
highly  encouraging  to  note  that  the  estimated  location  of  the 
region  corresponding  to  the  mass  in  the  current  mammogram 
was  less  than  3  mm  on  the  average  from  radiologist- 
identified  corresponding  locations. 

Areas  for  future  work  include  the  development  of  an  au¬ 
tomated  technique  for  identifying  the  nipple  location  on  the 
mammograms,  investigation  of  other  local  search  criteria 
such  as  Fourier  descriptors  and  shape-invariant  moments  to 
be  used  in  the  fan-shaped  search  region,  adaptive  methods 
for  determining  the  size  of  the  search  region,  criteria  for 
identifying  newly  developed  densities,  application  of  re¬ 
gional  registration  to  false  positives  as  well  as  masses,  and 
studies  with  a  large  data  set  to  investigate  the  robustness  of 
the  regional  registration  technique.  It  may  be  noted  that  the 
regional  registration  technique  may  also  be  applicable  to 
other  related  registration  problems,  such  as  the  registration  of 
left  and  right  mammograms. 
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Abstract — A  new  type  of  classifier  combining  an  unsupervised 
and  a  supervised  model  was  designed  and  applied  to  classifi¬ 
cation  of  malignant  and  benign  masses  on  mammograms.  The 
unsupervised  model  was  based  on  an  adaptive  resonance  theory 
(ART2)  network  which  clustered  the  masses  into  a  number  of 
separate  classes.  The  classes  were  divided  into  two  types:  one 
containing  only  malignant  masses  and  the  other  containing  a  mix 
of  malignant  and  benign  masses.  The  masses  from  the  malignant 
classes  were  classified  by  ART2.  The  masses  from  the  mixed 
classes  were  input  to  a  supervised  linear  discriminant  classifier 
(LDA).  In  this  way,  some  malignant  masses  were  separated 
and  classified  by  ART2  and  the  less  distinguishable  benign  and 
malignant  masses  were  classified  by  LDA.  For  the  evaluation  of 
classifier  performance,  348  regions  of  interest  (ROI’s)  containing 
biopsy  proven  masses  (169  benign  and  179  malignant)  were  used. 
Ten  different  partitions  of  training  and  test  groups  were  randomly 
generated  using  an  average  of  73%  of  ROI’s  for  training  and 
27%  for  testing.  Classifier  design,  including  feature  selection  and 
weight  optimization,  was  performed  with  the  training  group. 
The  test  group  was  kept  independent  of  the  training  group.  The 
performance  of  the  hybrid  classifier  was  compared  to  that  of 
an  LDA  classifier  alone  and  a  backpropagation  neural  network 
(BPN).  Receiver  operating  characteristics  (ROC)  analysis  was 
used  to  evaluate  the  accuracy  of  the  classifiers.  The  average  area 
under  the  ROC  curve  (A- )  for  the  hybrid  classifier  was  0.81  as 
compared  to  0.78  for  the  LDA  and  0.80  for  the  BPN.  The  partial 
areas  above  a  true  positive  fraction  of  0.9  were  0.34,  0.27  and 
0.31  for  the  hybrid,  the  LDA  and  the  BPN  classifier,  respectively. 
These  results  indicate  that  the  hybrid  classifier  is  a  promising 
approach  for  improving  the  accuracy  of  classification  in  CAD 
applications. 

Index  Terms —  Computer-aided  diagnosis,  hybrid  classifier, 
mammography,  neural  networks. 

I.  Introduction 

AMMOGRAPHY  is  the  most  effective  method  for 
detection  of  early  breast  cancer  [1],  However,  the 
specificity  for  classification  of  malignant  and  benign  lesions 
from  mammographic  images  is  relatively  low.  Clinical  studies 
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have  shown  that  the  positive  predictive  value  (i.e.,  ratio  of  the 
number  of  breast  cancers  found  to  the  total  number  of  biopsies) 
is  only  15%  to  30%  [2]— [4] .  It  is  important  to  increase  the 
positive  predictive  value  without  reducing  the  sensitivity  of 
breast  cancer  detection.  Computer-aided  diagnosis  (CAD)  has 
the  potential  to  increase  the  diagnostic  accuracy  by  reducing 
the  false-negative  rate  while  increasing  the  positive  predictive 
values  of  mammographic  abnormalities. 

Classifier  design  is  an  important  step  in  the  development 
of  a  CAD  system.  A  classifier  has  to  be  able  to  merge 
the  available  input  feature  information  and  make  a  correct 
evaluation.  Commonly  used  classifiers  for  CAD  include  linear 
discriminants  (LDA)  [5],  [6]  and  backpropagation  neural  net¬ 
works  (BPN)  [7]-[9]  which  have  been  shown  to  perform  well 
in  lesion  classification  problems  [10]— [22].  These  classifiers 
are  generally  designed  by  supervised  training.  However,  these 
types  of  classifiers  have  limitations  dealing  with  the  nonlin¬ 
earities  in  the  data  (in  case  of  LDA)  and  in  generalizability 
when  a  limited  number  of  training  samples  are  available 
(especially  BPN).  Another  classification  approach  is  based  on 
unsupervised  classifiers,  which  cluster  the  data  into  different 
classes  based  on  the  similarities  in  the  properties  of  the  input 
feature  vectors.  Therefore,  unsupervised  classifiers  can  be  used 
to  analyze  the  similarities  within  the  data.  However,  it  is 
difficult  to  use  them  as  a  discriminatory  classifier  [29],  [30]. 
They  also  have  limited  generalizability  when  the  training 
sample  set  is  small. 

We  propose  here  a  hybrid  unsupervised/supervised  struc¬ 
ture  to  improve  classification  performance.  The  design  of 
this  structure  was  inspired  by  neural  information  processing 
principles  such  as  self  organization,  decentralization  and  gen¬ 
eralization.  It  combines  the  adaptive  resonance  theory  network 
(ART2)  [26],  [27]  and  the  LDA  classifier  as  a  cascade  system 
(ART2LDA).  The  self-organizing  unsupervised  ART2  network 
automatically  decomposes  the  input  samples  into  classes  with 
different  properties.  The  ART2  network  has  been  found  to 
perform  better  compared  to  conventional  clustering  techniques 
in  terms  of  learning  speed  and  discriminatory  resolution  for  the 
detection  of  rare  events  in  many  classification  tasks  [28]— [30]. 
The  supervised  LDA  then  classifies  the  samples  belonging  to 
a  subset  of  classes  that  have  greater  similarities.  By  improving 
the  homogeneity  of  the  samples,  the  classifier  designed  for  the 
subset  of  classes  may  be  more  robust. 

The  ART2LDA  design  implements  both  structural  and  data 
decomposition.  Decomposition  is  a  powerful  approach  that  can 
reduce  the  complexity  of  a  problem.  Both  structural  decom- 
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position  and  data  decomposition  can  improve  classification 
accuracy  [23]  as  well  as  model  accuracy  [24],  However, 
decomposition  can  also  reduce  the  prediction  accuracy  due  to 
overfitting  the  training  data.  We  will  demonstrate  in  this  paper 
that  the  proposed  hybrid  structure  can  reduce  the  overfitting 
problem  and  improve  the  prediction  capabilities  of  the  system. 
The  performance  of  the  hybrid  ART2LDA  classifier  will  be 
compared  with  those  of  an  LDA  alone  or  a  BPN  classifier. 

The  rest  of  the  paper  is  organized  as  follows.  In  Section  II 
the  ART2  unsupervised  network  is  described.  A  hybrid 
ART2LDA  classifier  is  introduced  in  Section  III.  Section  IV 
describes  the  data  set  used  in  this  study.  The  results  are 
presented  in  Section  V.  Section  VI  contains  discussion  of 
these  results.  Finally,  Section  VII  concludes  this  investigation. 

II.  ART2  Unsupervised  Neural  Network 

The  ART2  is  a  self-organizing  system  that  can  simulate 
human  pattern  recognition.  ART2  was  first  described  by  Gross- 
berg  [25]  and  a  series  of  further  improvements  were  carried 
out  by  Carpenter,  Grossberg,  and  coworkers  [26]— [28].  The 
ART2  network  clusters  the  data  into  different  classes  based  on 
the  properties  of  the  input  feature  vectors.  The  members  within 
a  class  have  similar  properties.  The  process  of  ART2  network 
learning  is  a  balance  between  the  plasticity  and  stability 
dilemma.  Plasticity  is  the  ability  of  the  system  to  discover 
and  remember  important  new  feature  patterns.  Stability  is 
the  ability  of  the  system  to  remain  unchanged  when  already 
known  feature  patterns  with  noise  are  input  to  the  system.  The 
balance  between  plasticity  and  stability  for  the  ART2  training 
algorithm  allows  fast  learning  [28],  i.e.,  rare  events  can  be 
memorized  with  a  small  number  of  training  iterations  without 
forgetting  previous  events.  The  more  conventional  training 
algorithms,  such  as  back  propagation  [V] — [9],  perform  slow 
learning,  i.e.,  they  tend  to  average  over  occurrences  of  similar 
events  and  require  many  training  iterations. 

The  structure  of  the  ART2  system  is  shown  in  Fig.  1.  It 
consists  of  two  parts:  the  ART2  network  and  the  learning  stage. 
Suppose  that  there  are  n  input  features  a:,  (i  =  1,  •  •  • ,  n)  and  k 
classes  in  the  ART2  network.  When  a  new  vector  is  presented 
to  the  input  of  the  ART2  network,  an  activation  value  pj  for 
class  j  is  calculated  as 

n 

Pj  =  YlXiWii'  J  =  1r--,k  (1) 

i=l 

where  Wij  is  the  connection  weight  between  input  i  and  class 
j.  The  activation  value  is  a  measure  of  the  membership  of  the 
particular  input  feature  vector  to  class  j.  The  higher  the  value 
Pj  is,  the  better  the  input  vector  matches  class  j.  The  maximum 
value  pr  is  selected  from  all  p}  (j  =  1,  •  •  • ,  k)  to  find  the  best 
class  match.  Furthermore,  in  order  to  balance  the  contribution 
to  the  activation  value  from  all  feature  components,  the  input 
feature  values  applied  to  the  ART2  system  are  scaled  between 
zero  and  one  [30].  This  normalization  will  allow  detection  of 
similar  feature  patterns  even  when  the  magnitudes  of  the  input 
feature  components  are  very  different. 

The  learning  stage  of  the  ART2  system  can  influence  the 
weights  of  the  selected  class  or  the  complete  ART2  network 
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structure  by  adding  a  new  class.  An  additional  parameter,  the 
vigilance,  is  used  to  determine  the  type  of  learning  [26].  The 
vigilance  parameter  pv;g  is  a  threshold  value  that  is  compared 
to  the  maximum  activation  value  pr.  If  pr  is  larger  than  pv-tg 
then  the  input  vector  is  considered  to  belong  to  class  r.  The 
adaptation  of  the  weights  connected  with  class  r  is  performed 
as  follows: 

wtew  =  wtd  +  V&i  -  w£d),  for  i  =  1,  •  •  • ,  n  (2) 

where  77  is  a  learning  rate.  The  adaptation  of  the  class  r  weights 
(2),  aims  at  maximization  of  the  pr  value  for  the  particular 
input  vector.  In  an  iterative  manner  the  weights  are  adjusted 
so  that  the  activation  values  produced  for  similar  input  vectors 
will  be  maximum  only  for  the  class  to  which  they  belong  and 
these  maximum  activation  values  will  be  higher  than  pv;g. 

If  the  maximum  activation  value  pT  is  smaller  than  pvig>  it  is 
an  indication  that  a  novelty  has  appeared  and  a  new  class  will 
be  added  to  the  ART2  structure.  The  new  weights  connecting 
the  input  with  the  new  class  (k  +  1)  are  initialized  with  the 
scaled  input  feature  values  of  this  novelty.  In  such  a  way,  the 
activation  value  pk+ 1  will  be  maximum  (pT  =  Pk+i)  higher 
than  pv ;g  when  computed  for  this  novelty  in  further  training 
iterations.  The  value  of  the  vigilance  parameter  pv\s  determines 
the  resolution  of  ART2.  It  can  be  chosen  in  the  range  between 
zero  and  one.  In  the  case  that  pv-lg  is  relatively  small,  only 
very  different  input  feature  vectors  will  be  distinguished  and 
separated  in  different  classes.  If  pv ig  is  relatively  large,  the 
input  feature  vectors  that  are  more  similar  will  be  separated 
into  different  classes.  The  value  of  pvig  is  selected  differently 
depending  on  the  particular  application. 

IE.  ART2LDA  CLASSIFIER 

Despite  the  good  performance  of  ART2  for  efficient  clus¬ 
tering  and  detection  of  novelties,  the  fast  learning  approach 
can  cause  problems  associated  with  the  generalization  capa¬ 
bility  of  the  system  and  the  correct  classification  of  unknown 
cases.  Supervised  classifiers  such  as  linear  discriminants  or 
backpropagation  neural  network  classifiers  can  have  better 
generalization  capability  than  ART2,  because  they  are  trained 
by  averaging  over  similar  event  occurrences.  However,  the 
learning  process  in  these  traditional  learning  algorithms  tends 
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to  erase  the  memory  of  previous  expert  knowledge  when  a  new 
type  of  expertise  is  being  learned.  Therefore,  these  classifiers 
do  not  have  as  good  an  ability  to  correctly  classify  rare  events 
as  ART2  [28],  [29]. 

In  order  to  improve  the  accuracy  and  generalization  of  a 
classifier,  we  propose  to  design  a  hybrid  classifier  that  com¬ 
bines  the  unsupervised  ART2  network  and  a  supervised  LDA 
classifier.  This  hybrid  classifier  (ART2LDA)  utilizes  the  good 
resolution  capability  of  ART2  and  the  good  generalization 
capability  of  LDA.  The  ART2  first  analyzes  the  similarity  of 
the  sample  population  and  identifies  a  subpopulation  that  may 
be  separated  from  the  main  population.  This  will  improve  the 
performance  of  the  second-stage  LDA  if  the  subpopulation 
causes  the  sample  population  to  deviate  from  multivariate 
normal  distributions  for  which  LDA  is  an  optimal  classifier. 
Therefore,  the  ART2  serves  as  a  screening  tool  to  improve 
the  homogeneity  of  the  sample  distributions  by  classifying 
outlying  samples  into  separate  classes. 

The  ART2LDA  hybrid  classifier  can  be  described  as 

yAL=g(f2(x))fi(x)  +  l-g{f2(x))  (3) 

where  x  is  the  input  vector,  /i(-)  is  the  LDA  classifier,  f2(-)  is 
the  ART2  classifier,  and  g(-)  is  a  binary  membership  function, 
which  labels  the  classes  identified  by  ART2  to  be  one  of  the 
two  types:  malignant  class  or  mixed  class.  A  particular  class 
is  defined  as  malignant  if  it  contains  only  malignant  members. 
It  is  defined  as  mixed  if  it  contains  both  malignant  and  benign 
members.  The  membership  function  is  defined  as  follows: 

0,  if  c  is  a  malignant  class  ... 

1,  if  c  is  a  mixed  class. 

The  type  of  a  given  class  is  determined  based  on  ART2 
classification  of  the  training  data  set. 

The  structure  of  the  ART2LDA  classifier  is  shown  in  Fig.  2. 
The  ART2  classifies  the  input  sample  x  into  either  a  malignant 
or  a  mixed  class.  Depending  on  the  class  type  the  function 
g(-)  determines  whether  the  LDA  classifier  will  be  used. 
If  x  is  classified  into  a  mixed  class,  the  final  classification 
will  be  obtained  based  on  the  LDA  classifier.  However,  if 
x  is  classified  by  ART2  into  a  malignant  class,  then  the 
mass  will  be  considered  malignant,  without  using  the  LDA 
classifier.  Therefore,  in  the  ART2LDA  structure,  the  ART2 
is  used  both  as  a  classifier  and  a  supervisor.  This  can  be 
seen  in  (3).  The  first  term  in  (3),  g(f2(x))fi(x),  is  the  LDA 
classifier  multiplied  by  the  ART2  control  part  g(f2(x)).  The 
second  term  in  (3),  (1  -  g(f2(x))),  gives  the  classification 
result  of  the  ART2  stage.  If  f2{x)  is  a  malignant  class,  then 
g(f2(x))  —  0,  the  LDA  stage  is  eliminated,  and  the  classifier 
output  dal  is  equal  to  1.  On  the  other  hand,  if  f2{x)  is  a 
mixed  class,  then  g(f2{x))  =  1,  the  ART2  term  is  eliminated, 
and  the  final  classification  is  determined  by  the  LDA  classifier 
(val  = 

IV.  Methods 

A.  Data  Set 

The  mammograms  used  in  this  study  were  randomly  se¬ 
lected  from  the  files  of  patients  who  had  undergone  biopsies 


x 


yAL=  /(•) 


Fig.  2.  Structure  of  the  ART2LDA  classifier. 

at  the  University  of  Michigan.  The  criterion  for  inclusion 
of  a  mammogram  in  the  data  set  was  that  the  mammogram 
contained  a  biopsy-proven  mass.  The  data  set  contained  348 
mammograms  with  a  mixture  of  benign  ( n  =  169)  and 
malignant  (n  =  179)  masses.  On  each  mammogram,  a  region 
of  interest  (ROI)  containing  the  mass  was  identified  by  a 
radiologist  experienced  in  breast  imaging.  The  visibility  of 
the  masses  was  rated  by  the  radiologist  on  a  scale  of  1  to  10, 
where  the  rating  of  1  corresponds  to  the  most  visible  category. 
The  distributions  of  the  visibility  rating  for  both  the  malignant 
and  benign  masses  are  shown  in  Fig.  3.  The  visibility  ranged 
from  subtle  to  obvious  for  both  types  of  masses.  It  can  be 
observed  that  the  benign  masses  tend  to  be  more  obvious  than 
the  malignant  ones.  Additionally  the  likelihood  of  malignancy 
for  each  mass  was  estimated  based  on  its  mammographic 
appearance.  The  radiologist  rated  the  likelihood  of  malignancy 
on  a  scale  of  1  to  10,  where  1  indicated  a  mass  with  the  most 
benign  appearance.  The  distribution  of  the  malignancy  rating 
of  the  masses  is  shown  in  Fig.  4. 

The  data  set  can  be  considered  as  representative  of  the 
patient  population  that  is  sent  for  biopsy  under  current  clinical 
criteria.  Some  characteristics  of  many  malignant  and  benign 
masses  can  be  visually  distinguished  by  radiologists.  However, 
there  is  also  a  nonnegligible  fraction  of  malignant  masses  that 
are  very  similar  to  benign  masses  (the  low  malignancy  rating 
region  in  Fig.  4).  The  estimated  likelihood  of  malignancy  of 
malignant  and  benign  masses  that  are  sent  for  biopsy  basically 
overlaps  over  the  entire  range.  This  is  consistent  with  the  fact 
that  in  order  not  to  miss  malignant  masses  radiologists  must 
recommend  biopsy  for  even  very  low  suspicion  lesions. 

Three  hundred  and  five  of  the  mammograms  were  digitized 
with  a  LUMISYS  DIS-1000  laser  scanner  at  a  pixel  resolution 
of  100  g, m  x  100  g. m  and  4096  gray  levels.  The  digitizer 
was  calibrated  so  that  gray  level  values  were  linearly  and 
inversely  proportional  to  the  optical  density  (OD)  within  the 
range  of  0.1  to  2.8  OD  units,  with  a  slope  of  -0.001  OD/pixel 
value.  Outside  this  range,  the  slope  of  the  calibration  curve 
decreased  gradually.  The  OD  range  of  the  digitizer  was  0 


HADJIISKI  et  at:  CLASSIFICATION  OF  MALIGNANT  AND  BENIGN  MASSES 


1181  , 


Visibility 


Fig.  3.  The  distribution  of  the  visibility  ranking  of  the  masses  in  the  dataset. 
The  ranking  was  performed  by  an  experienced  breast  radiologist  (1:  very 
obvious,  10:  very  subtle). 


Malignancy  Ranking 


Fig.  4.  The  distribution  of  the  malignancy  ranking  of  the  masses  in  the 
dataset.  The  ranking  was  performed  by  an  experienced  breast  radiologist  (1: 
very  likely  benign,  10:  very  likely  malignant). 


to  3.5.  The  remaining  43  mammograms  were  digitized  with 
a  LUMISCAN  85  laser  scanner  at  a  pixel  resolution  of  50 
//m  x  50  fi m  and  4096  gray  levels.  The  digitizer  was 
calibrated  so  that  gray  level  values  were  linearly  and  inversely 
proportional  to  the  OD  within  the  range  of  0  to  4  OD  units, 
with  a  slope  of  —0.001  OD/pixel  value.  In  order  to  process  the 
mammograms  digitized  with  these  two  different  digitizers,  the 
images  digitized  with  LUMISCAN  85  digitizer  were  averaged 
with  a  2  x  2  box  filter  and  subsampled  by  a  factor  of  two, 
resulting  in  100  /an  images. 

In  order  to  validate  the  prediction  abilities  of  the  classifier, 
the  data  set  was  partitioned  randomly  into  training  and  test 
subsets  on  a  3:1  ratio,  under  the  constraints  that  both  the 
malignant  and  the  benign  samples  were  split  with  the  3:1  ratio 
and  that  the  images  from  the  same  patient  were  grouped  into 
the  same  (training  or  test)  subset.  These  constraints  caused 


the  subsets  to  deviate  from  an  exact  3:1  ratio.  The  data  set 
was  repartitioned  randomly  ten  times.  On  average,  73%  of  the 
samples  were  grouped  into  the  training  set  and  27%  into  the 
test  set.  The  training  and  test  results  from  the  ten  partitions 
were  averaged  to  reduce  their  variability. 


B.  Feature  Extraction 

A  rectangular  ROI  was  defined  to  include  the  radiologist- 
identified  mass  with  an  additional  surrounding  breast  tissue 
region  of  at  least  40  pixels  wide  from  any  point  of  the  mass 
border.  A  fully  automated  method  was  then  used  for  segmen¬ 
tation  of  the  mass  from  the  breast  tissue  background  within 
the  ROI.  The  rubber  band  straightening  transform  (RBST)  was 
previously  developed  [12]  to  map  a  band  of  pixels  surrounding 
the  mass  onto  the  Cartesian  plane  (a  rectangular  region).  In  the 
transformed  image,  the  border  of  mass  appears  approximately 
as  a  horizontal  edge  and  spiculations  appear  approximately 
as  vertical  lines.  The  transformation  of  the  radially  oriented 
textures  surrounding  the  mass  margin  to  a  more  uniform 
orientation  facilitates  the  extraction  of  texture  features. 

The  texture  features  used  in  this  study  were  calculated  from 
spatial  gray-level  dependence  (SGLD)  matrices  [10]— [12], 
[31],  and  run-length  statistics  (RLS)  matrices  [32]  computed 
from  the  RBST  images.  The  (i,i)th  element  of  the  SGLD 
matrix  is  the  joint  probability  that  gray  levels  i  and  j  occur  in 
a  direction  at  a  distance  of  0  pixels  apart  in  an  image.  Based 
on  our  previous  studies  [10],  a  bit  depth  of  eight  was  used  in 
the  SGLD  matrix  construction,  i.e.,  the  four  least  significant 
bits  of  the  12-bit  pixel  values  were  discarded.  Thirteen  texture 
measures,  including  correlation,  energy,  difference  entropy,  in¬ 
verse  difference  moment,  entropy,  sum  average,  sum  entropy, 
inertia,  sum  variance,  difference  average,  difference  variance, 
and  two  types  of  information  measure  of  correlation  were  used. 
These  measures  were  extracted  from  each  SGLD  matrix  at 
ten  different  pixel  pair  distances  (d  =  1, 2, 3, 4, 6, 8, 10, 12, 16 
and  20)  and  in  four  directions  (0°,  45°,  90°,  and  135°). 
Therefore,  a  total  of  520  SGLD  features  were  calculated 
for  each  image.  The  definitions  of  the  texture  measures  are 
given  in  the  literature  [10]— [12],  [31].  These  features  contain 
information  about  image  characteristics  such  as  homogeneity, 
contrast,  and  the  complexity  of  the  image. 

RLS  texture  features  were  extracted  from  the  vertical  and 
horizontal  gradient  magnitude  images,  which  were  obtained 
by  filtering  the  RBST  image  with  horizontally  or  vertically 
oriented  Sobel  filters  and  computing  the  absolute  gradient 
value  of  the  filtered  image.  A  gray  level  run  is  a  set  of 
consecutive,  collinear  pixels  in  a  given  direction  which  have 
the  same  gray  level  value.  The  run  length  is  the  number  of 
pixels  in  a  run  [32],  The  RLS  matrix  describes  the  run  length 
statistics  for  each  gray  level  in  the  image.  The  (i,  j)th  element 
of  the  RLS  matrix  is  the  number  of  times  that  the  gray  level  i 
in  the  image  possesses  a  run  length  of  j  in  a  given  direction. 
In  our  previous  study,  it  was  found  experimentally  that  a  bit 
depth  of  five  in  the  RLS  matrix  computation  could  provide 
good  texture  characteristics  [12], 

Five  texture  measures,  namely,  short  run  emphasis,  long  run 
emphasis,  gray  level  nonuniformity,  run  length  nonuniformity, 
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and  run  percentage  were  extracted  from  the  vertical  and 
horizontal  gradient  images  in  two  directions,  0  =  0°  and  8  = 
90°.  Therefore,  a  total  of  20  RLS  features  were  calculated  for 
each  ROI.  The  formal  definition  of  the  RLS  feature  measures 
can  be  found  in  [32], 

A  total  of  540  features  (520  SGLD  and  20  RLS)  were 
therefore  extracted  from  each  ROI. 

C.  Feature  Selection 

In  order  to  reduce  the  number  of  the  features  and  to  obtain 
the  best  feature  set  to  design  a  good  classifier,  feature  selection 
with  stepwise  linear  discriminant  analysis  [33]  was  applied. 
At  each  step  of  the  stepwise  selection  procedure  one  feature 
is  entered  or  removed  from  the  feature  pool  by  analyzing 
its  effect  on  the  selection  criterion.  In  this  study,  the  Wilks’ 
lambda  (the  ratio  of  within-group  sum  of  squares  to  the  total 
sum  of  squares  [34])  was  used  as  a  selection  criterion.  The 
optimization  procedure  used  a  threshold  Fm  for  feature  entry 
and  a  threshold  Fout  for  feature  removal.  On  a  feature  entry 
step,  the  features  not  yet  selected  are  entered  into  the  selected 
feature  pool  one  at  a  time,  the  significance  of  the  change  in  the 
Wilks’  lambda  caused  by  this  feature  is  estimated  based  on  F 
statistics.  The  feature  with  the  highest  significance  is  entered 
into  the  feature  pool  if  its  significance  is  higher  than  F{n.  On 
a  feature  removal  step,  the  features  which  have  already  been 
selected  are  analyzed  one  at  a  time  from  the  selected  feature 
pool  and  the  significance  of  the  change  in  the  Wilks’  lambda 
is  estimated.  The  feature  with  the  least  significance  is  removed 
from  the  selected  feature  pool  if  the  significance  is  less  than 
Foul.  Since  the  appropriate  values  of  Fm  and  Fout  are  not 
known  a  priori,  we  examined  a  range  of  Fm  and  Fom  values 
and  chose  the  appropriate  thresholds  in  such  a  way  that  a 
minimum  number  of  features  were  selected  to  achieve  a  high 
accuracy  of  classification  by  LDA  for  the  training  sets.  More 
details  about  the  stepwise  linear  discriminant  analysis  and  its 
application  to  CAD  can  be  found  in  [10]— [12]. 

D.  Peiformance  Analysis 

To  evaluate  the  classifier  performance,  the  training  and 
test  discriminant  scores  were  analyzed  using  receiver  operat¬ 
ing  characteristic  (ROC)  methodology  [35].  The  discriminant 
scores  of  the  malignant  and  benign  masses  were  used  as 
decision  variables  in  the  LABROC1  program  [36],  which 
fit  a  binormal  ROC  curve  based  on  maximum  likelihood 
estimation.  The  classification  accuracy  was  evaluated  as  the 
area  under  the  ROC  curve,  Az.  For  the  ART2LDA  classifier, 
the  discriminant  scores  of  all  case  samples  classified  in  the  two 
stages  are  combined.  All  masses  classified  into  the  malignant 
group  by  the  ART2  stage  were  assigned  a  constant  positive 
discriminant  score  higher  than  or  equal  to  the  most  malignant 
discriminant  score  obtained  from  the  LDA  stage  . 

The  performance  of  ART2LDA  was  also  assessed  by  esti¬ 
mation  of  the  partial  area  index  (A;0  9^)  and  compared  with 
the  corresponding  performance  index  of  the  LDA  and  BPN 
classifiers.  The  partial  area  index  (Ai0 ,9^)  is  defined  as  the  area 
that  lies  under  the  ROC  curve  but  above  a  sensitivity  threshold 
of  0.9  (TPF0  =  0.9)  normalized  to  the  total  area  above  TPF0, 


TABLE  I 

Number  of  Selected  Features  for  the  Ten  Data  Groups 
with  the  Corresponding  .Fin;  and  Fout  Parameters 


Data  Group 
No. 

Number  of 
selected 
features 

F;„ 

Foul 

1 

12 

1.8 

1.6 

2 

15 

2.4 

2.2 

3 

13 

2.4 

2.2 

4 

18 

2.4 

2.2 

5 

14 

2.4 

2.2 

6 

14 

2.1 

1.8 

7 

13 

2.4 

2.2 

8 

18 

1.8 

1.6 

9 

14 

2.4 

2.2 

10 

14 

2.4 

2.2 

(1-TPFo).  The  partial  ,4;°'9^  indicates  the  performance  of  the 
classifier  in  the  high-sensitivity  (low  false  negative)  region 
which  is  most  important  for  clinical  cancer  detection  task.  In 
addition,  the  performance  of  the  LDA  stage  of  the  ART2LDA 
classifier  was  evaluated  by  the  estimation  of  the  area  under 
the  ROC  curve,  denoted  as  Az  (LDA),  for  the  case  samples 
passed  onto  the  LDA  classifier. 

V.  Results 

In  this  section  the  ART2LDA  classification  results  for 
malignant  and  benign  masses  will  be  presented  and  compared 
with  those  of  the  LDA  or  BPN  classifiers.  The  important 
point  in  this  study  is  the  fact  that  the  test  subset  is  truly 
independent  of  the  training  subset.  Only  the  training  subset 
is  used  for  feature  selection  and  classifier  training,  and  only 
the  test  subset  is  used  for  classifier  validation.  In'  order  to 
validate  the  prediction  abilities  of  the  classifier,  ten  different 
partitions  of  the  training  and  test  sets  were  used.  A  different 
ART2LDA  classifier  was  trained  using  each  training  set  and 
the  corresponding  set  of  selected  features.  The  classification 
result  was  estimated  as  the  average  performance  for  the  ten 
partitions. 

For  a  given  partition  of  training  and  test  sets,  feature 
selection  was  performed  based  on  the  training  set  alone.  The 
feature  selection  results  for  the  ten  different  training  groups  are 
shown  in  Table  I.  The  average  number  of  selected  features  was 
14.  An  average  of  two  RLS  features  and  twelve  SGLD  features 
were  selected  for  each  of  the  training  sets  which  represented 
10%  of  all  RLS  features  and  2.3%  of  all  SGLD  features, 
respectively.  Both  types  of  features  (RLS  and  SGLD)  are 
necessary  in  order  to  obtain  good  classification.  The  most  often 
selected  RLS  features  for  the  ten  training  sets  were:  horizontal 
short  run  emphasis  (four  times),  horizontal  long  run  emphasis 
(six  times),  vertical  run  length  nonuniformity  (three  times), 
horizontal  run  length  nonuniformity  (three  times).  The  most 
often  selected  SGLD  texture  measures  for  the  ten  training  sets 
were:  inverse  difference  moment  (eight  times),  information 
measure  of  correlations  one  and  two  (19  times),  difference 
average  (nine  times),  and  correlation  (ten  times).  For  a  given 
texture  measure,  features  at  different  angles  or  distances  may 
be  selected,  but  these  features  are  usually  highly  correlated  so 
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Fig.  5.  ART2LDA  and  LDA  classification  results  for  training  and  test  sets 
from  data  group  three  as  a  function  of  the  generated  number  of  classes. 
Additionally  the  results  for  the  LDA  stage  from  the  ART2LDA  classifier 
are  plotted. 

that  they  can  be  considered  to  be  similar  and  counted  together 
,  as  described  above. 

A.  ART2LDA  Classification  Results 

For  the  ART2LDA  classifier,  the  number  of  selected  features 
determines  the  dimensionality  of  the  input  vector  of  the  ART2 
classifier  and  the  dimensionality  of  the  LDA  classifier.  By 
applying  different  values  for  the  vigilance  parameter,  ART2 
classifiers  with  different  number  of  classes  were  obtained.  In 
this  study,  the  vigilance  parameter  pv ;g  was  varied  from  0.9 
to  0.99,  resulting  in  a  range  of  10  to  240  classes.  The  overall 
performance  of  the  ART2LDA  classifier  was  evaluated  for 
different  numbers  of  ART2  classes  because  different  subset 
of  the  samples  were  separated  and  classified  by  ART2  when 
Pvig  was  varied.  In  Fig.  5,  the  classification  results  for  the 
ART2LDA  are  compared  to  the  results  from  LDA  alone  for 
the  training  and  test  set  partition  three.  The  classification 
accuracy,  Az,  was  plotted  as  a  function  of  the  number  of 
ART2  classes.  For  this  training  and  test  set  partition,  when 
the  number  of  classes  was  between  20  and  60,  the  ART2LDA 
classifier  improved  the  classification  accuracy  for  the  test  set 
in  comparison  to  LDA.  As  the  number  of  classes  increased  to 
greater  than  60,  the  Az  value  increased  for  the  training  data 
set,  but  decreased  for  the  test  data  set  and  was  lower  than  that 
of  the  LDA  alone.  The  two  solid  lines  in  Fig.  5  show  the  Az 
values  for  the  LDA  stage  in  the  ART2LDA  classifier  for  both 
the  training  and  test  sets.  It  can  be  observed  that  the  test  Az 
for  the  LDA  stage  is  higher  than  the  Az  for  the  LDA  classifier 
alone,  but  not  as  high  as  Az  obtained  by  ART2LDA  when  the 
number  of  classes  is  small. 

In  Fig.  6  the  classification  results  of  LDA  and  ART2LDA 
for  the  partition  one  training  and  test  sets  are  shown.  In  this 
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Fig.  6.  ART2LDA  and  LDA  classification  results  for  training  and  test  sets 
from  data  group  one  as  a  function  of  the  generated  number  of  classes. 
Additionally  the  results  for  the  LDA  stage  from  the  ART2LDA  classifier 
are  plotted. 

case  it  appeared  that  in  the  test  set  there  were  two  large 
malignant  outliers  which  degraded  the  LDA  performance. 
Only  15  classes  at  the  ART2  stage  in  the  ART2LDA  was 
enough  to  cluster  the  outliers  into  a  separate  malignant  class 
and  to  improve  the  performance  of  the  LDA  stage  and  the 
overall  result.  The  rest  of  the  outliers  required  more  ART2 
classes  before  they  were  clustered  into  separate  classes  and 
correctly  classified  as  malignant.  This  is  the  reason  for  the 
similar  behavior  of  the  classifiers  for  partitions  three  and  one 
in  the  range  of  40  to  70  classes  as  seen  in  Figs.  5  and  6. 
When  the  number  of  classes  was  less  than  70,  the  test  Az  for 
the  LDA  stage  (.4,  (LDA))  was  higher  than  the  LDA  alone,  but 
not  as  high  as  the  Az  for  ART2LDA  with  less  than  30  classes 
(Fig.  6).  The  best  Az  values  for  the  test  data  sets  of  the  ten 
training  and  test  partitions  are  presented  in  Table  II  and  Fig.  7. 
The  ART2LDA  classifier  achieved  higher  Az  values  than  the 
LDA  alone  in  nine  of  the  ten  partitions.  The  average  Az  is 
0.81  for  ART2LDA  and  0.78  for  LDA  alone.  The  standard 
deviations  of  the  Az  values  for  the  ten  groups  range  from 
0.03  to  0.05  for  the  ART2LDA  classifier  and  from  0.04  to 
0.05  for  the  LDA  classifier; 

The  performance  of  ART2LDA  was  also  assessed  by  esti¬ 
mation  of  the  partial  area  under  the  ROC  curve  A.l°‘9)  at  a 
TPF  higher  than  0.9.  The  results  are  presented  in  Table  III 
and  Fig.  7.  In  the  lower  part  of  Fig.  7,  the  Ai°'9^  values  of  the 
test  set  for  the  corresponding  ten  partitions  of  training  and  test 
sets  are  presented.  The  average  test  Ai°'9>  value  is  0.34  for  the 
ART2LDA  and  0.27  for  LDA.  For  nine  of  the  ten  partitions, 
the  A-1'91  value  was  improved  at  the  high-sensitivity  operating 
region  (TPF  >  0.9)  of  the  ROC  curve. 

The  classifier  performance  was  also  evaluated  when  the 
ART2LDA  classifiers  were  designed  using  a  fixed  number 
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TABLE  II 

Classifiers  Performance  for  the  Ten  Test  Sets.  The  .4= 
Values  Represent  the  Total  Area  Under  ROC  Curve 


Data  Group 
No. 

LDA 

ART2LDA 

BPN 

ART2LDA(I) 

1 

0.77 

0.83 

0.85 

0.80 

2 

0.78 

0.80 

0.82 

0.77 

3 

0.74 

0.78 

0.77 

0.78 

4 

0.77 

0.77 

0.75 

0.77 

5 

0.77 

0.78 

0.76 

6.77 

6 

0.80 

0.83 

0.82 

0.81 

7 

0.80 

0.81 

0.82 

0.77 

8 

0.77 

0.80 

0.74 

0.75 

9 

0.77 

0.80 

0.81 

0.80 

10 

0.86 

0.89 

0.84 

0.89 

Mean 

0.78 

0.81 

0.80 

0.79 

— o-  LDA  (Az)  — < •—  LDA  (Az(0  9)) 

ART2LDA  (Az)  ART2LDA  (Az(0'9’) 

— ART2LDA(1)  (Az<0'3)) 


Data  Group  Number 


Fig.  7.  Average  Az  classification  results  for  the  10  test  sets.  The  top  graphs 
represent  the  ART2LDA  and  LDA  A-  values  for  the  total  area  under  the 
ROC  curve.  The  bottom  graphs  represent  the  ART2LDA,  ART2LDA(1)  and 
LDA  .4:  values  for  the  partial  area  of  the  ROC  curve  above  the  true  positive 
fraction  of  0.9. 

TABLE  III 

Classifiers  Results  for  the  Ten  Test  Sets.  The  .4= 

Values  Represent  the  Partial  Area  of  the  ROC  Curve 
Above  the  True  Positive  Fraction  of  0.9  (4;  s*) 


Data  Group 
No. 

LDA 

ART2LDA 

BPN 

ART2LDA(l) 

1 

0.14 

0.23 

0.31 

0.26 

2 

0.17 

0.21 

0.28 

0.27 

3 

0.19 

0.32 

0.27 

0.32 

4 

0.19 

0.21 

0.19 

0.21 

5 

0.24 

0.26 

0.32 

0.24 

6 

0.27 

0.38 

0.27 

0.44 

7 

0.32 

0.31 

0.38 

0.30 

8 

0.32 

0.34 

0.25 

0.38 

9 

0.40 

0.49 

0.40 

0.49 

10 

0.44 

0.60 

0.38 

0.60 

Mean 

0.27 

0.34 

0.31 

0.35 

of  ART2  classes.  The  Az,  and  A1^'9-'  results,  averaged  over 
the  ten  test  partitions,  are  presented  in  Table  IV.  The  average 
Az  with  the  ART2LDA  classifier,  compared  to  that  of  LDA 
alone,  was  again  improved  between  15  and  40  classes.  The 
maximum  average  Az  of  0.80  was  achieved  between  20  and 
40  classes.  The  average  a!°  results  are  improved  for  all 


TABLE  IV 

Average -4:  and  Average  .4 (:0  9)  Classification  Results  for  the  Ten  Test 
Sets.  Classifiers  Were  Designed  Using  a  Fixed  Number  of  ART2  Classes 


LDA 

ART2LDA 

No.  of  classes 

15 

20 

30 

40 

50 

60 

Az 

0.78 

0.80 

0.80  : 

0.80 

0.80 

0.78 

0.77 

0.27 

0.30 

0.31  ! 

0.33  : 

0.33 

0.31 

0.31 

ART2LDA  classifiers  presented  in  Table  IV.  The  maximum 
average  a{0''Ji  value  is  0.33  and  it  remains  constant  between 
30  and  40  classes. 

An  alternative  way  to  evaluate  the  performance  of  a  classi¬ 
fier  is  its  classification  accuracy  when  a  decision  threshold  for 
malignancy  is  selected  based  on  the  training  set.  For  instance, 
a  decision  threshold  may  be  selected  such  that  all  positive 
samples  from  the  training  set  are  classified  correctly  i.e.,  at  a 
sensitivity  of  100%.  The  ART2LDA  with  this  decision  thresh¬ 
old  is  referred  to  as  ART2LDA(1).  For  a  given  training  and 
test  partitioning,  ART2LDA  classifiers  with  different  number 
of  classes  in  the  ART2  stage  were  obtained  (Figs.  5  and  6).  For 
each  of  these  models  the  decision  threshold  for  a  sensitivity  of 
100%  was  selected  from  the  training  set  and  the  corresponding 
ART2LDA(1)  classifier  was  obtained.  Then  the  ART2LDA(1) 
classifier  (with  a  specific  number  of  classes  in  the  ART2  stage) 
that  correctly  classified  the  maximum  number  of  malignant 
masses  in  the  test  set  is  selected.  By  using  all  samples  of 
the  test  set,  the  Az  value  is  calculated  for  the  corresponding 
ART2LDA  model.  The  Az  values  for  the  ART2LDA(1)  classi¬ 
fiers  for  the  test  sets  of  the  ten  data  partitionings  are  shown  in 
Tables  II  and  III.  For  five  of  the  partitions  the  overall  Az  value 
for  ART2LDA(1)  is  higher  than  that  of  LDA  alone  (Table  II). 
The  average  Az  value  was  0.79.  The  partial  areas  above  the 
TP  fraction  of  0.9,  for  the  ten  test  data  sets  obtained 

by  the  ART2LDA(1)  classifier  are  also  shown  in  Fig.  7.  The 
ART2LDA(1)  achieved  the  highest  average  a!0  9^  value  of 
0.35  compared  to  ART2LDA  and  LDA  (Table  III). 

B.  BPN  Classification  Results 

A  multilayer  perceptron  back-propagation  neural  network 
with  a  single  hidden  layer  and  a  single  output  node  was  used 
for  comparison  with  the  ART2LDA  classifier.  The  number 
of  selected  features  determined  the  number  of  input  nodes  to 
the  BPN.  The  same  ten  training/test  set  partitions  (as  in  the 
case  of  ART2LDA)  were  used  for  the  training  and  validation 
of  the  BPN  classifiers.  BPN’s  with  their  number  of  hidden 
nodes  ranging  from  two  to  ten  were  evaluated  to  obtain  the 
best  architecture.  Back-propagation  training  was  used.  Each 
of  the  BPN’s  was  trained  for  up  to  18000  training  epochs. 
At  every  1000  epochs  the  neural  network  weights  were  saved 
and  the  classification  result  for  the  corresponding  test  set  was 
evaluated.  This  design  procedure  was  repeated  for  each  of  the 
ten  training/test  groups.  For  each  group,  the  best  test  result 
among  all  the  BPN  architectures  (different  number  of  hidden 
nodes)  and  all  the  training  epochs  examined  was  selected. 
The  average  test  Az  over  the  ten  groups  for  the  BPN  was 
0.80,  compared  to  0.81  for  ART2LDA  (Table  II).  The  standard 
deviations  of  the  Az  values  for  the  ten  groups  range  from  0.04 
to  0.05  for  the  BPN.  The  average  partial  A^'9>  for  the  BPN 
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was  0.31,  compared  to  0.34  for  ART2LDA  (Table  III).  The 
Az  and  a!°'9'  of  the  ART2LDA  classifier  were  higher  than 
those  of  the  BPN  in  six  of  the  ten  training/test  groups. 

VI.  Discussion 

In  the  present  study,  a  new  classifier  (ART2LDA)  was 
designed  and  applied  to  the  classification  of  malignant  and 
benign  masses.  The  results  indicated  that  the  ART2LDA 
classifier  had  better  generalizability  than  an  LDA  classifier 
alone.  The  ART2  classifier  grouped  the  case  samples  that  were 
different  from  the  main  population  into  separate  classes.  The 
minimum  number  of  classes  needed  to  start  the  clustering  of 
outliers  into  separate  classes  depended  on  how  different  the 
outliers  were  from  the  rest  of  the  sample  population.  For  the 
ten  different  partitions  of  training  and  test  sets  used  in  this 
study,  the  minimum  number  varied  between  13  and  15  classes. 
When  the  number  of  ART2  classes  was  less  than  this  minimum 
number  of  classes,  the  ART2  classifier  generated  only  mixed 
malignant-benign  classes  and  all  samples  were  transferred  to 
the  LDA  stage.  In  that  case,  the  ART2LDA  was  equivalent 
to  the  LDA  classifier  alone.  When  a  higher  number  of  classes 
were  generated,  an  increased  number  of  cases  that  might  be 
considered  outliers  of  the  general  data  population  was  removed 
(clustered  in  separate  classes).  For  the  ten  training  sets  used 
in  this  study,  the  malignant  outliers  were  gradually  removed 
when  the  number  of  classes  increased.  The  training  accuracy 
increased  when  the  number  of  classes  increased  and  Az  could 
reach  the  value  of  1.0.  However,  a  large  number  of  ART2 
classes  led  to  overfitting  the  training  sample  set  and  poor 
generalization  in  the  test  set.  The  classification  accuracy  of 
ART2  for  the  test  set  tended  to  decrease  when  the  number  of 
classes  was  greater  than  about  70.  The  large  number  of  classes 
also  led  to  a  reduction  in  the  generalizability  of  the  second- 
stage  LDA;  the  training  of  LDA  with  a  small  number  of 
samples  would  again  result  in  overfitting  the  training  set,  and 
poor  generalizability  in  the  test  set.  This  effect  was  observed 
when  more  than  60  or  70  classes  were  generated  by  ART2 
(see  Figs.  5  and  6). 

The  classification  accuracy  of  ART2LDA  increased  initially 
with  an  increased  number  of  classes  and  then  decreased 
after  reaching  a  maximum.  The  correct  classification  of  the 
outliers  by  the  ART2  in  combination  with  an  improvement 
in  the  classification  by  the  LDA  resulted  in  the  increased 
accuracy.  When  the  number  of  ART2  classes  was  further 
increased,  the  effects  of  overfitting  by  the  ART2  and  the  LDA 
became  dominant  and  the  prediction  ability  of  the  ART2LDA 
decreased.  In  some  cases  the  second-stage  LDA  prediction 
was  much  worse  than  the  ART2.  In  other  cases  the  ART2 
could  not  generalize  well.  The  generation  of  a  high  number  of 
classes  is  therefore  impractical  and  unnecessary  both  from  a 
computational  and  a  methodological  point  of  view. 

For  the  optimal  number  of  classes  (usually  less  than  50  for 
the  data  sets  used)  the  Az  value  for  the  second-stage  LDA  in 
the  ART2LDA  was  better  than  an  LDA  classifier  alone,  but  it 
was  not  as  good  as  the  overall  Az  from  the  ART2LDA.  It  is 
evident  that  the  ART2  was  a  useful  classifier  for  improvement 
of  the  second-stage  classification. 


When  the  partial  area  of  the  ROC  curve  above  the  true  posi¬ 
tive  fraction  (TPF)  of  0.9  (A’-0'9'' )  was  considered  as  a  measure 
of  classification  accuracy,  the  advantage  of  ART2LDA  over 
LDA  alone  became  even  more  evident.  By  removing  and  cor¬ 
rectly  classifying  the  outliers,  the  accuracy  of  the  classification 
was  increased  at  the  high  sensitivity  end  of  the  curve. 

The  classifier  performance  was  evaluated  when  the 
ART2LDA  classifiers  were  designed  using  a  fixed  number 
of  ART2  classes.  The  results  showed  improved  performance 
of  the  ART2LDA  in  a  range  between  20  and  40  ART2 
classes.  Both  the  average  Az  and  the  average  Ai°'9>  reached 
a  maximum  within  this  region,  and  the  maximum  average  Az 
and  the  average  Ai0'9^  values  remained  unchanged  between  30 
and  40  classes.  These  results  indicated  that  the  performance 
of  a  hybrid  ART2LDA  classifer  was  robust  and  stable  and 
could  be  potentially  useful  in  real  clinical  applications. 

We  have  performed  statistical  tests  with  the  CLABROC 
program  to  estimate  the  significance  in  the  differences  between 
the  Az  values  from  the  ART2LDA,  the  LDA  alone,  and  the 
BPN,  as  well  as  in  the  differences  in  the  partial  Ai° from  the 
three  classifiers.  The  statistical  tests  were  performed  for  each 
individual  data  set  partition  because  the  correlation  among  the 
data  sets  from  the  different  partitions  precludes  the  use  of 
student’s  paired  t  test  with  the  ten  partitions.  We  found  that  the 
differences  in  both  cases  did  not  reach  statistical  significance 
because  of  the  small  number  of  test  samples  and  thus  the  large 
standard  deviation  in  the  Az  values.  However,  the  consistent 
improvements  in  Az  and  Azy9>  by  the  ART2LDA  (9  out  of 
10  data  set  partitions  in  both  cases  for  LDA  and  six  out  of 
ten  data  set  partitions  in  both  cases  for  BPN)  suggest  that  the 
improvement  was  not  by  chance  alone,  and  that  the  accuracy 
of  a  classification  task  could  be  improved  by  the  use  of  an 
ART2  network.  In  addition,  one  advantage  of  the  ART2LDA 
is  that  the  training  process  is  more  efficient  than  that  of  the 
BPN,  especially  when  there  is  a  subset  of  outlying  samples.  In 
such  a  case,  the  BPN  will  require  a  large  number  of  training 
epochs  to  minimize  the  error  function. 

ART2LDA  can  be  trained  to  classify  the  sample  cases  into 
more  than  two  classes,  such  as  a  class  of  normal  tissue  regions 
in  addition  to  malignant  and  benign  masses.  There  will  be  an 
increase  in  the  complexity  of  training  and  a  larger  training 
sample  size  will  be  desired,  but  these  requirements  will  be 
comparable  for  the  different  classifiers.  In  a  clinical  situation, 
if  the  classification  task  is  performed  on  all  computer-detected 
lesions,  the  classifier  has  to  distinguish  the  falsely  detected 
normal  tissue  from  malignant  or  benign  lesions.  However, 
it  may  be  noted  that  a  classifier  that  can  distinguish  only 
malignant  and  benign  masses  is  applicable  to  the  scenario 
that  the  radiologist  identifies  a  suspicious  lesion  on  the  mam¬ 
mogram  and  would  like  to  have  a  second  opinion  about  its 
likelihood  of  malignancy  before  making  a  diagnostic  decision. 
Therefore,  the  development  of  a  classifier  that  can  differentiate 
malignant  and  benign  masses  is  the  research  of  interest  for 
many  investigators. 

Similarly,  ART2  can  be  trained  to  discover  and  remove  a 
pure  benign  mass  class.  The  approach  will  be  similar  to  the 
task  of  classifying  and  removing  the  pure  malignant  classes. 
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as  described  in  this  study.  However,  our  approach  of  removing 
the  malignant  classes  will  reduce  the  chance  of  misclassifica- 
tion  of  malignant  masses.  In  breast  cancer  detection,  the  cost 
of  false-negative  (missed  cancer)  is  very  high.  Therefore,  our 
goal  in  classifier  design  is  to  be  conservative.  By  removing 
the  malignant  classes  in  the  first  stage,  any  misclassification 
to  these  classes  will  be  regarded  as  malignant.  The  remaining 
classes  will  be  classified  again  with  the  second-stage  classifier 
so  malignant  masses  will  be  less  likely  to  be  missed. 

The  problem  of  classification  of  malignant  and  benign 
masses  has  been  studied  by  many  investigators.  Rangayyan 
et  al.  [15]  used  Mahalanobis  distance  classifer  (a  modification 
of  an  LDA  classifier)  and  the  leave-one-out  method  to  evaluate 
the  classification  of  54  masses.  Fogel  et  al.  [16]  compared 
LDA  and  BPN  classifiers  using  the  leave-one-out  method  and 
139  masses  (malignant  and  benign  classification).  Highnam 
et  al.  [17]  used  a  morphological  feature  called  a  halo  to 
classify  40  masses  as  malignant  and  benign.  Huo  et  al.  [22] 
employed  BPN  and  a  rule-based  classifier  to  classify  95  masses 
using  the  leave-one-out  evaluation  method.  Sahiner  et  al.  [12] 
used  an  LDA  classifier  and  the  leave-one-out  method  to 
classify  168  masses.  An  important  difference  between  the 
classifier  designed  in  this  study  and  the  previous  studies  in 
the  CAD  field  is  the  method  of  feature  selection.  In  the 
above  mentioned  studies  [12],  [15]— [17],  [22]  and  several  other 
published  studies  [18]— [21]  the  features  were  selected  from  the 
entire  data  set  first,  and  then  the  data  set  was  partitioned  into 
training  and  test  sets.  This  meant  that  at  the  feature  selection 
stage  of  the  classifier  design,  the  entire  data  set  was  used  as  a 
training  set.  Depending  on  the  distribution  of  the  features  and 
the  total  number  of  samples  used,  the  test  results  in  these 
studies  might  be  optimistically  biased  [37].  In  our  current 
study,  the  entire  data  set  was  initially  partitioned  into  training 
and  test  sets  and  then  feature  selection  was  performed  only 
on  the  training  set.  This  method  will  result  in  a  pessimistic 
estimate  of  the  classifier  performance  when  the  training  set  is 
small  [37].  However,  it  will  provide  a  more  conservative  but 
realistic  estimation  of  the  classifier  performance  in  the  general 
patient  population.  We  can  expect  that  the  performance  would 
be  improved  if  the  classifier  in  this  study  were  designed  using 
a  large  data  set.  Since  our  main  purpose  in  this  study  was 
to  compare  the  ART2LDA  classifier  with  the  commonly  used 
LDA  and  BPN,  we  did  not  attempt  to  quantify  how  pessimistic 
our  results  were  in  this  study. 

The  most  important  contribution  of  this  paper  is  to  in¬ 
troduce  a  new  approach  that  utilizes  a  two-stage  unsuper- 
vised-supervised  hybrid  classifier.  We  believe  that  the  hybrid 
approach  will  improve  classification  when  the  sample  distribu¬ 
tion  contains  subpopulations  that  may  be  difficult  for  a  single 
classifier  to  classify.  It  will  be  useful  for  similar  classification 
tasks  although  different  classifiers  may  be  used  in  each  stage 
of  the  hybrid  structure. 

VII.  Conclusion 

A  new  classifier  combining  an  unsupervised  ART2  and 
a  supervised  LDA  has  been  designed  and  applied  to  the 
classification  of  malignant  and  benign  masses.  A  data  set 


consisting  of  348  films  (179  malignant  and  169  benign) 
was  randomly  partitioned  into  training  and  test  subsets.  Ten 
different  random  partitions  were  generated.  For  each  training 
set,  texture  features  were  extracted  and  feature  selection  was 
performed.  An  average  of  features  were  selected  for  each 
group.  A  hybrid  ART2LDA  classifier,  an  LDA,  and  a  BPN 
were  trained  by  using  each  of  the  ten  training  sets.  The  Az 
value  under  the  ROC  curve  for  the  test  sets,  averaged  over 
the  ten  partitions,  was  higher  for  ART2LDA  (Az  =  0.81) 
compared  to  those  of  the  LDA  alone  (Az  =  0.78)  and  of  the 
BPN  ( Az  =  0.80).  A  greater  improvement  was  obtained  when 
the  partial  ROC  area  above  a  true-positive  fraction  of  0.9  was 
considered.  The  average  partial  Az  for  ART2LDA  was  0.34, 
as  compared  to  0.27  for  LDA  and  0.3 1  for  BPN.  Additionally, 
for  the  ART2LDA  classifiers  that  correctly  classified  the 
maximum  number  of  malignant  masses  in  the  test  sets  with 
decision  threshold  defined  with  the  training  set,  the  average 
partial  Az  was  0.35.  These  results  indicate  that  the  hybrid 
classifier  is  a  promising  approach  for  improving  the  accuracy 
of  classifiers  for  CAD  applications. 
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:er-aided  Diagnosis  (CAD)  of  Images  Obtained  omFull-Field  Digital 
Biography 


■  M.A. 


ishikawa,  PhD,  Chicago,  IL  •  M.L.  Giger,  PhD  •  L.M.  Yarusso,  BS  • 
iBS-A.E.  Baehr,  MS-  L.A.  Venta,  MD •  etal 

P$E:  To  demonstrate  computer-aided  diagnosis  methods  on  full- 
jital  mammograms. 

QDAND  MATERIALS:  We  have  developed  computerized  detection 
t  to  assist  radiologists  detect  breast  cancer  on  digitized  screen- 
nograms.  To  date,  18,500  screening  cases  have  been  digitized 
^different  detection  schemes  -  one  for  masses  and  the  other  for 
l' microcalcifications  -  have  analyzed  the  images.  We  have  per- 
bllow-up  analyses  on  the  first  10,000  cases.  Sixty-seven  women  in 
By  cohort  developed  breast  cancer.  The  computer  was  able  to  detect 
ritately  65%  of  these  cancers  at  a  false-positive  rate  of  2.0  false 
nd.0.9  false  clusters  per  image.  In  17  mammographically-negative 
^computer  was  able  to  detect  the  cancer  in  8  of  them.  We  are  now 
frthe  computerized  detection  method  to  150  full-field  digital 
3  and  comparing  the  results  to  the  corresponding  screen-film 


tram  an  assessment  of  initial  processing  of  the  full-field  digital 
is,  our  single  view  mass  detection  algorithm  selects  regions  of 
^.correspond  to  suspect  mass  lesions.  The  influence  of  periph- 
anent  filtering  to  correct  for  the  breast  thickness  is  also 
[formation  on  the  characteristic  curve,  modulation  transfer 
gp  noise  properties  of  the  FFDM  unit  need  to  be  incorporated 
ID  methods  for  optimal  performance,  particularly  for  the 
gpon  detection  scheme. 

jjfS:  CAD  methods  initially  developed  on  digitized  screen/ 
[rams  can  be  used  in  the  analysis  of  full-field  digital 
Si  (RMN  and  MLG  are  shareholders  in  R2  Technology,  Inc., 


llSee  also  scientific  exhibit  0180BR.] 


^Characterization  of  Solid  Breast  Masses 
asound  Images 


Using  Three- 


•  N.A. 


<Ahn  Arbor,  Ml  •  H.  Chan,  PhD  •  G.L.  LeCarpenlier,  PhD  • 
Boubidoux,  MD •  PL.  Carson,  PhD •  etal 
fetigate  the  feasibility  of  using  texture  features  extracted 
^sibnal  (3-D)  ultrasound  image  volumes  for  discriminat- 
fptantand  benign  solid  breast  masses. 

MATERIALS:  Our  preliminary  data  set  included  3-D 
«om  34  patients  obtained  with  a  GE  Logic  700  scanner 
py  at  9MHz.  All  recruited  patients  had  been  scheduled 
H  or  indeterminate  breast  mass.  Eighteen  of  the  masses 
‘gnant  and  16  were  found  to  be  benign.  Parallel  image 
ffvals  were  obtained  by  translating  the  transducer 
'ge  plane  and  acquiring  the  translation  distance  with  a 
^experienced  breast  radiologist  then  identified  each 
a  3-D  ellipsoid,  dynamically  positioned  and  shaped 
ijed  3-D  volume.  A  segmentation  technique  based  on 
j??vle*  ?Pec*  *n  order  to  improve  the  ellipsoidal  approxi- 
-  Pftial  gray  level  dependence  features  were  extracted 
"'^gions  of  interest  (ROIs)  on  each  slice  that  contained 
1  was  the  interior  of  the  segmented  lesion  while  the  • 


second  and  third  ROIs  were  disk-shaped  regions  above  and  below  the 
segmented  lesion.  Features  extracted  from  the  2-D  slices  of  a  mass  were 
averaged  to  obtain  a  3-D  feature.  A  total  of  24  features  were  extracted  from 
each  of  the  lower  and  upper  disk-shaped  regions  and  a  total  of  48  features 
were  extracted  from  the  interior  of  the  mass.  The  accuracy  of  each  feature 
was  evaluated  using  receiver  operating  characteristic  analysis. 

RESULTS:  The  information  measure  of  correlation  (IMC)  texture  feature 
provided  the  best  separation  between  malignant  and  benign  masses.  The 
best  classification  results  with  3-D  features  (Az=0.85)  were  obtained  by 
using  the  IMC  feature  extracted  from  the  interior  of  the  mass  defined  by 
either  the  active  contour  model  or  the  ellipsoid.  The  lower  disk-shaped 
region  also  provided  effective  features  (Az=0.84)  when  the  active  contour 
model  was  used.  The  classification  result  with  the  IMC  feature  extracted 
from  the  best  single  slice  was  also  Az=0.85. 

CONCLUSIONS:  Our  preliminary  results  indicate  that  texture  analysis  of 
solid  breast  masses  on  3-D  ultrasound  images  can  provide  effective 
features  for  classifying  malignant  and  benign  lesions.  Since  the  best  2-D 
slice  for  texture  analysis  may  not  be  known  a-priori,  3-D  analysis  may  be 
more  useful  than  2-D  analysis.  We  are  currently  in  the  process  of  improving 
the  active  contour  model,  investigating  additional  features,  and  expanding 
the  data  set.  , 

566  •  10:48  AM 

Computerized  Detection  of  Mass  Lesions  in  Digital  Mammography  Using 
Radial  Gradient  Index  Filtering 

M.A.  Kupinski,  BS,  Chicago,  IL-  M.L.  Giger,  PhD-  A.E.  Baehr,  MS 
PURPOSE:  To  evaluate  the  ability  of  radial  gradient  index  (RGI)  filtering  to 
detect  mass  lesions  in  single-view  mammograms. 

METHOD  AND  MATERIALS:  We  have  developed  a  new  filtering  method 
that  computes  the  maximum  RGI  value  throughout  the  digital  mammo¬ 
gram.  This  processed  feature  image  is  subsequently  thresholded  to  deter¬ 
mine  potential  mass  lesion  sites,  which  are  input  to  a  feature  analysis  stage. 

The  features  characterizing  each  suspicious  area  are  extracted  and  merged 
with  an  artificial  neural  network  (ANN),  the  output  of  which  reports  the 
likelihood  of  being  an  actual  lesion.  The  performance  of  this  technique  will 
be  presented  on  a  screening  database  of  60  patients  with  non-palpable 
lesions. 

RESULTS:  Preliminary  studies  show  that  the  RGI  detection  method 
yielded  an  81%  reduction  in  the  false  positives  at  a  sensitivity  of  80%  over 
the  previous  method  of  bilateral  subtraction.  The  ANN  consisted  of  3  input 
nodes,  5  hidden  nodes  and  a  single  output  node.  This  corresponded  to  a 
performance  of  80%  sensitivity  at  2  false-positives  per  image. 

CONCLUSIONS:  The  new  RGI  pre-processing  gives  a  substantial  improve¬ 
ment  in  the  sensitivity  and  specificity  over  the  previous  bilateral  subtrac¬ 
tion  method.  This  is  expected  to  enhance  the  CAD  performance  on  digital 
mammograms.  (MLG  is  a  Stockholder,  R2  Technology,  Inc.,  Los  Altos,  CA.) 
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Automated  Identification  of  Breast  Lesions  in  Temporal  Pairs  of  Mammo¬ 
grams  for  Interval  Change  Analysis 

L.M.  Hadjiiski,  PhD,  Ann  Arbor,  Ml-  H.  Chan,  PhD- B.  Sahiner,  PhD- N.A.  Petrick, 

PhD-  M.A.  Helvie,  MD  -  S.  Sanjay-Gopal.  PhD 

PURPOSE:  To  develop  a  registration  technique  for  automated  identifica¬ 
tion  of  corresponding  lesion  on  a  previous  mammogram.  This  technique  is 
the  basis  for  interval  change  analysis  of  breast  lesions  in  computer-aided 
diagnosis  applications. 

METHOD  AND  MATERIALS:  A  multistage  regional  registration  technique 
that  combines  global  and  local  alignment  procedures  was  developed  for 
identifying  masses  on  temporal  pairs  of  mammograms.  In  the  first  stage, 
the  breast  images  from  the  current  and  previous  mammograms  were 
globally  aligned  by  maximizing  a  mutual  information  measure.  An  initial 
fan-shape  search  region  was  then  estimated  on  the  previous  mammogram 
based  on  the  mass  location  on  the  current  mammogram.  In  the  second 
stage,  the  location  of  the  fan-shape  search  region  was  locally  refined  by 
maximizing  a  correlation  measure  between  a  template  of  the  fan-shape 
region  defined  on  the  current  mammogram  and  the  breast  structures  on  the 
previous  mammogram.  In  the  third  stage  a  search  for  the  best  match 
between  the  lesion  template  from  the  current  mammogram  and  a  structure 
on  the  previous  mammogram  was  carried  out  within  this  search  region. 

Fine  alignment  of  the  lesion  within  a  small  neighborhood  of  the  matched 
region  was  then  performed  based  on  simplex  optimization.  A  set  of  74 
temporal  pairs  of  mammograms  containing  biopsy-proven  masses  was 
used  to  examine  the  performance  of  this  approach.  The  true  lesion 
locations  were  identified  by  an  experienced  radiologist  on  all  mammo¬ 
grams.  The  accuracy  of  the  multistage  regional  registration  was  analyzed 
by  evaluating  the  area  of  overlap  between  the  estimated  and  the  true 
lesions  on  the  previous  mammogram.  The  average  distance  between  the 
centroids  of  the  estimated  and  true  lesion  locations  was  also  calculated. 

RESULTS:  In  this  study  89%  of  the  estimated  lesion  locations  result  in  an 
area  overlap  of  at  least  50%  with  the  true  lesion  locations.  The  average 
distance  between  the  estimated  and  the  true  centroid  of  the  lesions  on  the 
previous  mammogram  was  4.9±4  mm.  229 
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CONCLUSIONS:  The  multistage  regional  registration  technique  is  useful 
for  identification  of  corresponding  lesions  on  temporal  pairs  of  mammo¬ 
grams.  Further  studies  are  underway  to  improve  the  technique  and  to 
evaluate  its  accuracy  on  a  larger  data  set. 


568  •  11:06  AM 

Knowledge-based  Computer-aided  Detection  of  Masses  on  Digitized  Mam- 
mograms:  A  Preliminary  Study 

Y  Chang,  PhD,  Pittsburgh,  PA  •  J.L.  King,  MS  -  J.  Drescher,  BS  •  X.  Wang,  MD, 
PhD -  B.  Zheng,  PhD •  W.F.  Good,  PhD 

PURPOSE:  _The  purpose  of  this  work  was  to  investigate  a  computer-aided 
detection  (CAD)  scheme  for  the  identification  of  masses  on  digitized 
mammograms  using  a  knowledge-based  approach. 

METHOD  AND  MATERIALS:  _The  methods  of  the  CAD  scheme  mcluded 
a  learning  process  to  establish  a  knowledge  base  and  an  identification 
process  to  determine  if  a  suspicious  region  is  likely  to  be  "positive”  for  a 
mass.  The  main  idea  behind  this  scheme  was  to  investigate  a  CAD  scheme 
using  a  knowledge-based  approach  so  that  the  scheme  is  largely  indepen¬ 
dent  from  other  rule-based  approaches.  During  knowledge-based  learning, 
a  set  of  masses  that  were  retrospectively  verified  by  radiologists  was 
quantitatively  characterized  to  establish  a  knowledge  base  (i.e.,  "known" 
truth).  During  knowledge-based  identification,  "similarity"  measures 
among  a  suspicious  region  and  all  the  "known"  masses  were  computed. 
And,  a  "likelihood"  measure  as  derived  from  the  "similarity"  measures 
was  used  to  compare  the  suspicious  region  and  all  the  "known"  masses  to 
determine  the  state  of  the  suspicious  region  ("positive"  or  "negative").  To 
facilitate  this  study,  300  verified  masses,  and  300  false-positive  regions  as 
identified  by  our  previous  rule-based  CAD  scheme  were  randomly  chosen 
from  a  large  clinical  database.  Receiver-operating  characteristic  (ROC) 
analysis  was  then  performed'  to  evaluate  the  scheme  performance  in 
distinguishing  between  true-  and  false-positive  regions. 

RESULTS:  _Using  a  leave-one-out  validataion  method,  the  knowledge- 
based  CAD  scheme  achieved  an  area  under  the  ROC  curve  of  0.77.  With 
90%  sensitivity  of  the  true-positive  masses,  the  CAD  scheme  achieved  56% 
of  false-positive  identifications  (or  44%  reduction). 

CONCLUSIONS:  _The  knowledge-based  approach  can  yield  a  significant 
reduction  of  false-positive  regions  while  maintaining  reasonable  sensitiv¬ 
ity  of  true-positive  masses.  Such  a  knowledge-based  CAD  scheme  can 
potentially  be  used  to  improve  the  performance  of  rule-based  CAD 
schemes. 


569  •  11:15  AM 

Computerized  Classification  of  Mass  Lesions  on  Images  from  a  Medium- 
field  Digital  Mammography  Unit 

M.M.  Maloney,  BS,  Chicago,  IL-Z.  Huo,  PhD -  M.L.  Giger.  PhD-L.A.  Venta.  MD- 
C.J.  Vyborny,  MD,  PhD 

PURPOSE:  To  evaluate  the  performance  of  a  computerized  method,  which 
was  developed  on  digitized  screen/ film  mammograms,  in  the  task  of 
classifying  mammographic  lesions  in  images  obtained  on  a  medium-field 
digital  mammography  unit. 

METHOD  AND  MATERIALS:  A  computer-aided  diagnosis  classification 
method,  which  outputs  an  estimate  of  the  likelihood  of  malignancy,  was 
developed  using  digitized  screen/film  mammograms.  The  method  in¬ 
cludes  automated  segmentation,  automated  feature  extraction,  and  auto¬ 
mated  classification  using  artificial  neural  networks.  Previously,  the  method 
yield  an  Az  of  0.90  and  a  partial  Az  of  0.40  in  a  round-robin  analysis  of  the 
training  database  (65  cases  of  digitized  screen/  film  mammograms)  and  an 
Az  of  0.82  and  a  partial  Az  of  0.43  in  a  validation  analysis  on  an 
independent  database  (110  cases  of  digitized  screen/ film  mammograms). 
In  the  current  study,  the  performance  of  the  computer  is  being  evaluated  on 
100  cases  obtained  on  a  medium-field  digital  mammography  unit  instead 
of  digitized  screen/ film  mammograms. 

RESULTS:  In  the  initial  analysis  on  20  digital  cases,  without  further 
optimization  or  calibration  from  the  prior  digitized  screen/film  mammo¬ 
gram  training,  individual  features  of  biopsv-proven  lesions  yielded  Az 
values  ranging  from  0.75  to  0.86  in  the  task  of  distinguishing  between 
malignant  and  benign  lesions.  Further  improvement  is  expected  after 
calibrating  the  computer  classification  method  for  the  digital  acquisition 
system. 

CONCLUSIONS:  Our  computerized  method,  which  was  developed  on 
digitized  screen/film  mammograms,  performs  well  also  on  digital  images 
obtained  on  a  medium-field  digital  mammography  unit.  (M.L.  Giger  is  a 
shareholder  in  R2  Technology,  Inc.  Los  Altos,  CA.  C.  J.  Vybomv  is  a 
shareholder  in  R2  Technology,  Inc.,  Los  Altos,  CA.) 


570  •  11:24  AM 

Segmentation  of  Suspicious  Microcalcification  Clusters  in  Mammograms 

M.A.  Gavrielides,  MS,  Durham,  NC  •  J.Y.  Lo,  PhD  -  R.  Vargas-Voracek,  PhD, 
C.E.  Floyd,  Jr,  PhD 

PURPOSE:  To  develop  a  computer-aided  diagnosis  (CAD)  scheme  for  the 
automated  segmentation  of  suspicious  microcalcification  clusters  in  digital 
mammograms. 

METHOD  AND  MATERIALS:  The  scheme  consisted  of  three  main  process¬ 
ing  steps.  First,  the  breast  region  was  segmented  and  its  high  frequency 
content  was  enhanced  using  unsharp  masking.  In  the  second  step, 
individual  microcalcifications  were  segmented  using  local  histogram 
analysis  on  overlapping  subimages.  For  this  step,  eight  histogram  features 
were  extracted  for  each  subimage  and  were  used  as  input  to  a  fuzzy 
rule-based  classifier  which  identified  subimages  containing  microcalcifica¬ 
tions  and  assigned  appropriate  local  thresholds  to  segment  any  microcalci. 
fications  within  them.  The  final  step  clustered  the  segmented  microcalcifi: 
cations  and  extracted  a  set  of  cluster  features,  namely  number 
microcalcifications,  average  distance  between  microcalcifications  and  aver/  ., 
age  number  of  times  pixels  in  the  cluster  were  segmented  in  the  second 
step.  Fuzzy  rules  incorporating  the  cluster  features  were  designed  tq  j- 
remove  any  nonsuspicious  clusters,  defined  as  those  with  typically  benign 
characteristics.  A  database  of  98  images,  with  48  images  containing  one  or . 
more  microcalcification  clusters,  provided  training  and  testing  sets  to 
optimize  the  parameters  of  the  method  and  evaluate  its  performance : 
respectively.  %- 

RESULTS:  The  results  showed  a  true  positive  rate  of  93.2%  and  an  average 
of  0.73  false  clusters  per  image.  Comparison  of  our  results  with  othef 
reported  segmentation  results  on  the  same  database  showed  comparably 
sensitivity  and  an  improved  false  positive  rate.  Our  results  show  that 
histogram  analysis  using  the  selected  set  of  histogram  features  and  flgL 
designed  fuzzy  rule-based  classifier  can  provide  an  accurate  technique  fig: 
segmenting  microcalcifications.  Moreover,  using  the  proposed  set  tit. 
cluster  features  and  by  focusing  on  segmenting  suspicious  clusters,  wff 
were  able  to  design  a  set  of  decision  rules  that  was  efficient  in  reducing  t»|j 
number  of  false  positive  clusters. 

CONCLUSIONS:  The  performance  of  our  CAD  scheme  is  encourag 
its  further  development  as  an  automatic  tool  for  efficient  and  accurate 
diagnosis  of  breast  cancer.  [See  also  scientific  exhibit  0184BR.1 

\£71  •  11:33  AM 

'  Computerized  Detection  of  Pulmonary  Nodules  on  Digital  Chest  Rad 
graphs  Using  a  Contralateral  Subtraction  Technique  '■? 

O.  Li,  PhD,  Chicago,  IL  •  S.  Katsuragawa,  PhD  -  R.M.  Engelmann,  MS- 
MacMahon,  MD  •  K.  Doi,  PhD  -f 

PURPOSE:  We  are  developing  a  computer-aided  diagnostic  (CAD)  scha 
to  assist  radiologists  in  the  detection  of  pulmonary  nodules  in  4 
radiographs.  A  major  problem  in  the  current  CAD  scheme  is  its  high  M 
positive  rate,  mainlv  due  to  ribs  and  rib  crossings.  Therefore,  we  b* 
implemented  a  novel  contralateral  subtraction  technique,  in  which  svm 
ric  skeletal  structures  such  as  ribs  can  be  eliminated  to  reduce  j 
positives,  and  asymmetric  subtle  lesions  can  be  enhanced.  * 

METHOD  AND  MATERIALS:  With  our  CAD  scheme,  a  chest  imaged 
first  enhanced  using  a  difference  image  technique  for  selection  of  im 
nodule  candidates.  Various  image  features  for  nodule  candidates'll 
then  determined  from  the  difference  image,  original  image  and;|> 
gradient  enhanced  image.  Rule-based  and  ANN  methods  were  aPP,J? 
eliminate  some  false  positives  based  on  the  image  features.  To  ftm 
reduce  false  positives,  a  contralateral  subtraction  image  was  obtau 
subtraction  of  a  right/left  reversed  "mirror"  image  from  the  °riSin%| 
image.  The  misregistration  artifacts  in  the  subtraction  image  were :  rea 
by  correction  of  asvmmetric  ribs  in  two  lungs  using  generalized 
transform  and  snake  model  techniques,  and  by  accurate  registrar 
mirror  image  to  the  original  image  using  an  elastic  matching  an  ^ 
technique.  The  contrast  and  relative  standard  deviation  were  dete 
at  the  corresponding  locations  of  nodule  candidates  in  the  su 
image,  to  distinguish  between  true  nodules  and  false  positives. 

RESULTS:  In  a  pilot  study,  the  CAD  scheme  was  applied  to  1W: 
radiographs  which  consists  of  50  normals  and  50  abnormals,  ea 
solitary  pulmonary  nodule  in  the  lung  periphery.  A  total  of  43  no  _.  - 
343  false  positives  were  detected  by  the  original  CAD  sen 
examining  the  features  of  nodule  candidates  on  the  contralater  - 
tion  images,  188  (54.8%)  false  positives  were  eliminated  with  a  re  " 
two  true  positives.  The  integrated  CAD  scheme  with  contralater  - 
tion  technique  achieved  a  sensitivity  of  82%  at  1.55  false  P0SIJa 
image.  j 

CONCLUSIONS:  Tire  contralateral  subtraction  technique  can 
most  rib  shadows,  enhance  low-contrast  lesions,  and  thus  si§ 
improve  the  performance  of  the  CAD  scheme  for  pulmona 
detection.  (HM  and  KD  are  shareholders  of  R2  Technology,  Inc., 

CA.) 
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3979-87,  Sunday  /  Monday  Poster  Sessioin 

Interval  Change  Analysis  in  Temporal  Pairs  of 

Mammograms  Using  a  Local  Affine  Transformation 

Lubomir  Hadjiiski,  Heang-Ping  Chan,  Berkman  Sahiner,  Nicholas 
Petrick,  Mark  A.  Helvie, 

Sophie  Paquerault,  Chuan  Zhou  (Department  of  Radiology,  The 
University  ofMichigan,  Ann  Arbor,  MI  48109-0904) 

The  aim  of  this  study  is  to  evaluate  the  local  affine  transformation  in  a 
computer  aided  diagnosis  technique  used  for  interval  change  analysis  of 
mammograms.  A  multistage  regional  registration  technique  was 
developed  for  identifying  masses  on  temporal  pairs  of  mammograms.  In 
the  first  stage,  the  breast  images  from  the  current  and  previous 
mammograms  were  globally  aligned.  An  initial  fan-shape  search  region 
was  defined  on  the  previous  mammogram.  In  the  second  stage,  the 
location  of  the  fan-shape  region  was  refined  by  warping,  based  on  the 
affine  transformation  and  simplex  optimization.  A  new  refined  search 
region  was  defined  on  the  previous  mammogram.  In  the  third  stage,  a 
search  for  the  best  match  between  the  lesion  template  from  the  current 
mammogram  and  a  structure  on  the  previous  mammogram  was  carried 
out  within  the  search  region.  This  technique  was  evaluated  on  107 
temporal  pairs  of  mammograms  containing  biopsy-proven  masses. 
Eighty-eight  percent  of  the  estimated  lesion  locations  resulted  in  an  area 
overlap  of  at  least  50%  with  the  true  lesion  locations.  The  average 
distance  between  the  estimated  and  the  true  centroid  of  the  lesions  on 
the  previous  mammogram  was  4.3+  4.9  mm.  Local  warping  based  on 
affine  transform  improves  the  accuracy  of  the  identification. 

3979-88,  Sunday  /  Monday  Poster  Session 
Segmentation  of  the  Fractured  Foot  CT  Image:  A 
Fuzzy  Rule-based  Approach 

Shoji  Hirano,  Yutaka  Hata,  Nobuyuki  Matsui,  Yoshihiro  Ando,  Makoto 
Ishikawa  (Himeji  Institute  of  Technology,  Himeji,  671-2201, 
Japan)(YA,  MI  Ishikawa  Hospital,  Himeji,  671-0221,  Japan) 

Purpose:  Extraction  and  3D  visualization  of  each  fragment  and  normal 
bone  in  the  fractured  foot  CT  images.  Method:  Segmentation  boundary 
is  determined  by  fuzzy  inference  with  two  types  of  knowledge  acquired 
from  orthopedic  surgeons.  Knowledge  of  joint  is  used  to  determine  the 
boundary  of  adjacent  normal  bones.  It  gives  higher  degree  to  the 
articular  cartilage  according  to  local  structure  (parallelity)  and  intensity 
distribution  around  a  joint  part.  Knowledge  of  fragment  is  used  to  find  a 
contact  place  of  fragments.  It  evaluates  EDM  of  the  contact  place  and 
gives  higher  degree  to  the  narrow  part.  Each  of  the  knowledge  is 
represented  by  fuzzy  if-then  rules,  which  can  provide  degrees  for 
segmentation  boundary.  By  evaluating  the  degrees  in  region  growing 
process,  a  whole  foot  bone  is  decomposed  into  each  of  anatomically 
meaningful  bones  and  fragments.  Breakthroughs:  With  the  knowledge 
of  joint  and  fragment,  we  can  effectively  give  higher  degrees  on  the 
essential  boundary,  suppressing  generation  of  useless  boundary  caused 
by  the  internal  cavities  in  the  bone.  Results:  An  experiment  was  done 
on  CT  images  of  the  foot  with  depressed  fracture  on  the  calcaneus. Each 
of  the  normal  bones  and  fragments  were  correctly  segmented. 
Conclusions:  Fuzzy  expert  system  could  lead  successful  segmentation 
of  the  CT  images.  The  3D  visualization  would  expedite  understandings 
of  spatial  positions  and  shapes  of  the  fragments. 

3979-89,  Sunday  /  Monday  Poster  Session 
Quantitative  Analysis  of  Internal  Texture  for 
Classification  of  Pulmonary  Nodules  in  Three- 
dimensional  Thoracic  images 


Yoshiki  Kawata,  Noboru  Niki,  Hironobu  Ohmatsu,  Masahiko  Kusumoto, 
Ryutaro  Kakinuma,  Kiyoshi  Mori,  Hiroyuki  Nishiyama,  Kenji  Eguchi, 
Masahiro  Kaneko,  Noriyuki  Moriyama  (Dept,  of  Optical  Science,  Univ.  of 
Tokushima,  Tokushima,  770-9506,  Japan)  (NO,  MK,  RK,  MK  National 
Cancer  Center  Hospital,  Tokyo,  Japan)  (NM  National  Cancer  Center 
Hospital  East,  Chiba,  Japan)  (KE  National  Shikoku  Cancer  Center  Hospital, 
Ehime,  Japan)  (KM  Tochigi  Cancer  Center,  Tochigi,  Japan)  (HN  The  Social 
Health  Insurance  Medical  Center,  Tokyo,  Japan) 

We  are  developing  a  computerized  feature  extraction  and  a  classification 
method  to  analyze  malignant  and  benign  pulmonary  nodules  in  three- 
dimensional  (3-D)  thoracic  images.  This  paper  focuses  on  an  approach  for 
characterizing  the  internal  texture  which  is  one  of  important  clues  for 
differentiating  between  malignant  and  benign  nodules.  In  this  approach,  each 
voxel  is  described  in  terms  of  shape  index  derived  from  curvatures  on  the 
voxel.  The  voxels  inside  the  nodule  are  aggregated  via  shape  histogram  to 
quantify  how  much  of  shape  category  is  present  in  the  nodule.  Topological 
features  were  introduced  to  characterize  the  morphology  of  the  cluster 
constructed  from  a  set  of  voxels  with  the  same  shape  category.  Properties 
such  as  curvedness  and  CT  density  were  also  built  into  the  representation. 
We  evaluated  the  effectiveness  of  topological  and  histogram  features 
extracted  from  3-D  pulmonary  nodules  for  classification  of  malignant  and 
benign  internal  structures.  We  also  compared  the  performance  of  the 
computerized  classification  to  that  of  the  experienced  physician.  The 
classification  performance  based  on  the  combined  feature  space  reached  the 
performance  of  the  experienced  physician.  Our  results  demonstrate  the 
feasibility  of  using  topological  and  histogram  features  for  analyzing  internal 
texture  to  assist  physicians  in  making  diagnostic  decisions. 

3979-90,  Sunday  /  Monday  Poster  Session 

Fuzzy  Approach  to  Brain  Region  Classification  in 

Talairach  Space 

S.  Kemeny,  S.  G.  Erberich  (Dept,  of  Neurology,  Univ.  Hospital,  Univ.  of 
Technology,  RWTH  Aachen.  Germany)  (SK,  SE.  Interdisciplinary  Center 
for  Clinical  Research,  Univ.  Hospital,  Univ.  of  Technology,  RWTH  Aachen, 
Germany) 

Functional  mapping  of  the  human  brain  using  RET  or  fMRI  has  become  a 
widely  used  method  in  the  neurosciences.  Both  techniques  identify  cortical 
activations  by  statistical  means  and  overlay  the  results  on  standardized 
templates  like  the  stereotaxic  space  defined  by  Talairach  and  Toumoux.  The 
interpretation  of  the  results  involves  the  correct  identification  of  the 
underlying  anatomy,  usually  by  looking  up  the  relevant  coordinates  and 
finding  the  corresponding  anatomical  labels.  This  linear  assignment  of  a 
coordinate  to  a  corresponding  anatomical  structure  is  problematic,  because 
most  of  the  anatomical  structures  of  a  real  brain  do  not  have  clearly 
identifiable  borders.  A  given  coordinate  could  be  part  of  an  anatomical 
region  while  a  neighboring  voxel  just  one  millimeter  away  would  belong  to 
an  other  region,  although  there  is  no  morphological  difference  between  both. 
Furthermore,  rigid  categorization  of  normalized  data  from  single  subjects 
ignores  individual  variety  of  anatomy.  To  overcome  these  pitfalls  we 
developed  a  computer  based  atlas  with  a  ’’fuzzy”  identification  of  anatomy. 
The  program  allows  the  user  to  import  Talairach  coordinates  and  to  export 
the  corresponding  anatomical  names.  In  contrast  to  a  rigid  database,  we 
defined  zones  and  the  program  knows  about  anatomical  ’’hotspots”,  the 
nearer  a  coordinate  lies  to  the  center  of  this  ’’hotspot”  the  more  likely  it 
belongs  to  that  region.  Coordinates  adjacent  to  two  or  more  hotspots  get  two 
or  more  anatomic  definitions,  together  with  a  probability  score  for  each.  The 
algorithm  used  to  find  the  relevant  hotspot  is  similar  to  the  function  when 
one  describes  the  attraction  of  a  mass  to  a  larger  mass  based  on  their  gravity, 
depending  on  size  and  position  of  the  center  and  surrounding  centers  as  well. 
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Interval  change  analysis  in  temporal  pairs  of  mammograms  using  a  local 

affine  transformation 

Lubomir  Hadjiiski,  Heang-Ping  Chan,  Berkman  Sahiner,  Nicholas  Petrick,  Mark  A.  Helvie, 
Department  of  Radiology,  The  University  of  Michigan,  Ann  Arbor,  MI  48109-0904 


ABSTRACT 

The  aim  of  this  study  is  to  evaluate  the  use  of  a  local  affine  transformation  for  computer-aided  interval  change  analysis  in 
mammography.  A  multistage  regional  registration  technique  was  developed  for  identifying  masses  on  temporal  pairs  of 
mammograms.  In  the  first  stage,  the  breast  images  from  the  current  and  prior  mammograms  were  globally  aligned.  An  initial 
fan-shape  search  region  was  defined  on  the  prior  mammogram.  In  the  second  stage,  the  location  of  the  fan-shape  region  was 
refined  by  warping,  based  on  an  affine  transformation  and  simplex  optimization.  A  new  refined  search  region  was  defined  on 
the  prior  mammogram.  In  the  third  stage  a  search  for  the  best  match  between  the  lesion  template  from  the  current 
mammogram  and  a  structure  on  the  prior  mammogram  was  carried  out  within  the  search  region.  This  technique  was 
evaluated  on  124  temporal  pairs  of  mammograms  containing  biopsy-proven  masses.  Eighty-six  percent  of  the  estimated  lesion 
locations  resulted  in  an  area  overlap  of  at  least  50%  with  the  true  lesion  locations.  The  average  distance  between  the  estimated 
and  the  true  centroid  of  the  lesions  on  the  prior  mammogram  was  4.4  ±  5.9  mm.  The  registration  accuracy  was  improved  in 
comparison  with  our  previous  study  that  used  a  data  set  of  74  temporal  pairs  of  mammograms.  This  improvement  gain  is 
mainly  from  the  local  affine  transformation. 

Keywords:  Computer-Aided  Diagnosis,  Interval  Changes,  Affine  Transform,  Correlation,  Mutual  Information, 
Mammography,  Malignancy 


1.  INTRODUCTION 

Mammography  is  currently  the  most  effective  method  for  early  breast  cancer  detection1,2.  Analysis  of  interval  changes  is  an 
important  method  used  by  radiologists  to  detect  developing  malignancy  in  mammographic  interpretation3,4.  A  variety  of 
computer-aided  diagnosis  (CAD)  techniques  have  been  developed  to  detect  mammographic  abnormalities  and  to  distinguish 
between  malignant  and  benign  lesions.  We  are  studying  the  use  of  CAD  techniques  to  assist  radiologists  in  interval  change 
analysis. 

Sallam  et  al.5  have  proposed  a  warping  technique  for  mammogram  registration  based  on  manually  obtained  control  points.  A 
mapping  function  was  calculated  for  mapping  each  point  on  the  current  mammogram  to  a  point  on  the  prior  mammogram. 
Brzakovic  et  al6  have  investigated  a  three-step  method  for  comparison  of  most  recent  and  prior  mammograms.  They  first 
registered  two  mammograms  using  the  method  of  principal  axis,  and  partitioned  the  current  mammogram  using  a  hierarchical 
region-growing  technique.  Translation,  rotation,  and  scaling  were  then  used  for  registration  of  the  partitioned  regions.  Vujovic 
et  al.  have  proposed  a  multiple-control-point  technique  for  mammogram  registration.  They  first  determined  several  control 
points  independently  on  the  current  and  prior  mammograms  based  on  the  intersection  points  of  prominent  anatomical 
structures  in  the  breast.  A  correspondence  between  these  control  points  was  established  based  on  a  search  in  a  local 
neighborhood  around  the  control  point  of  interest. 


The  previous  techniques  depend  on  the  identification  of  control  points.  However,  because  the  breast  is  mainly  composed  of 
soft  tissue  that  can  change  over  time,  there  are  no  obvious  landmarks  on  mammograms.  The  crossing  line  structures  are  often 
fibrous  tissue  from  different  depths  of  the  breast  which  overlap  in  a  projection  image.  These  crossing  points  are  not  invariant 
landmarks  on  the  different  mammograms.  Because  of  the  elasticity  of  the  breast  tissue,  there  is  large  variability  in  the 
positioning  and  compression  used  in  mammographic  examination.  As  a  result,  the  relative  positions  of  the  breast  tissues 
projected  onto  a  mammogram  vary  from  one  examination  to  the  other.  Techniques  that  depend  on  identification  of  control 
points  may  not  be  generally  applicable  to  registration  of  breast  images. 


Gopal  et  al. 8,9,10  and  Hadjiiski  et  al.n  have  developed  a  multistage  technique  that  defines  a  transformation  to  locally  map  the 
position  of  the  mass  on  a  current  mammogram  to  that  on  the  prior  mammogram.  A  local  search  for  the  mass  is  then  performed 
on  the  prior  mammogram.  Good  et  al.12  also  have  developed  a  technique  that  defines  a  transformation  to  map  all  points  from 
the  current  mammogram  onto  a  prior  mammogram.  Then  the  current  mammogram  is  subtracted  from  the  prior  mammogram. 

The  goal  of  our  research  is  to  develop  a  technique  for  computerized  analysis  of  temporal  differences  between  a  lesion  on  the 
most  recent  mammogram  and  a  prior  mammogram  of  the  same  view.  The  computer  algorithm  will  assist  radiologists  in 
quantifying  interval  changes  and  thus  distinguishing  between  benign  and  malignant  masses  for  CAD.  In  this  study,  we 
developed  a  local  registration  technique  based  on  affine  transformation  and  simplex  optimization  and  evaluated  its  usefulness 
in  improving  the  localization  of  the  mass  on  the  prior  mammogram. 

2.  REGISTRATION  TECHNIQUE 

A  multistage  regional  registration  technique  was  developed  for  identifying  corresponding  masses  on  temporal  pairs  of 
mammograms.  It  combined  both  a  global  and  a  local  alignment  procedure.  The  block  diagram  of  the  regional  registration 
technique  is  shown  in  Fig.  1.  In  the  first  stage,  the  breast  images  from  the  current  and  prior  mammograms  were  globally 
aligned  by  maximizing  a  mutual  information  measure.  An  initial  fan-shape  search  region  was  then  defined  on  the  prior 
mammogram  based  on  the  mass  location  on  the  current  mammogram. 


Current  Mammogram  Prior  Mammogram 


Identification  of  corresponding  lesion 

Figure  1.  Block-diagram  of  the  regional  registration  technique. 


In  the  local  alignment  stage,  the  location  of  the  search  region  on  the  prior  mammograms  was  first  refined  by  maximizing  a 
correlation  measure  between  a  template  extracted  from  the  current  mammogram  and  the  breast  structures  on  the  prior 
mammogram.  The  affine  transformation  in  combination  with  simplex  optimization  was  then  employed  to  warp  this  local 
region.  In  the  final  stage  a  search  for  the  best  match  between  the  lesion  template  from  the  current  mammogram  and  a  structure 
on  the  prior  mammogram  was  carried  out  within  the  refined  search  region.  A  more  detailed  explanation  for  each  of  the  stages 
will  be  presented  in  the  following  subsections. 

2.1.  Stagel:  Global  alignment 

Initially  an  automatic  procedure  is  used  to  detect  the  breast  boundary  for  all  of  the  mammograms  (Fig.  2).  In  the  first  stage, 
the  breast  images  from  the  current  and  prior  mammograms  were  globally  aligned  by  maximizing  a  mutual  information 
measure.  The  nipple  locations  of  the  two  breast  images  were  used  as  the  pivot  points  in  a  common  reference  frame  for  the 
alignment. 


Current  (1996) 


Prior  (1995) 


Figure  2.  Current  and  prior  mammogram.  The  arrows  point  to  the 
masses  on  the  current  and  the  prior  mammograms. 


2.2.  Stage  1:  Definition  of  fan-shape  regions 

The  location  of  the  mass  on  the  current  mammogram  is  determined  in  a  polar  coordinate  system  with  the  nipple  as  the  origin. 
The  location  is  represented  as  the  radial  distance  from  the  nipple  and  the  angle  between  the  nipple-mass  centroid  axis  and  the 
breast  periphery.  Angular  and  radial  scaling  are  performed  and  the  position  of  the  mass  on  the  prior  mammogram  is  predicted 
in  a  polar  coordinate  system  defined  in  a  similar  manner  (Fig.  3).  An  initial  fan-shape  search  region  is  then  defined  on  the 
prior  mammogram  centered  at  the  predicted  location  of  the  mass  centroid  (Fig.  4). 


Figure  3.  Initial  estimation  of  the  mass  centroid  position  on 
the  prior  mammogram  based  on  the  nipple-mass 
distance  and  the  angle  between  the  nipple-mass  axis 
and  breast  periphery  on  the  current  mammogram. 


Figure  4.  Definition  of  an  initial  fan-shape  search  region  on  the 
prior  mammogram  and  a  fan-shape  template  on  the 
current  mammogram. 


The  size  of  the  fan-shape  region  is  predefined  using  a  training  set  so  that  it  will  include  the  mass  centroid  on  the  prior 
mammograms.  A  fan-shape  template  centered  at  the  mass  is  also  defined  on  the  current  mammogram. 

2.3.  Stage  2:  Warping  and  alignment 

In  the  second  stage  the  fan-shape  search  region  is  refined.  By  allowing  warping  of  the  fan-shape  template  from  the  current 
mammogram,  it  may  provide  better  compensation  for  local  geometric  distortions  due  to  differences  in  positioning  of  the 
breast  and  in  breast  compression  and  may  improve  the  localization  of  the  mass  on  the  prior  mammogram.  The  warping 
procedure  is  based  on  the  affine  transformation  combined  with  simplex  optimization.  In  the  following  the  warping  procedure 
is  explained  in  greater  detail. 

2.3.1.  Affine  transformation 

An  affine  transformation13  is  a  linear  transformation  combining  rotation  and  translation.  A  two  dimensional  affine 
transformation  is  defined  as  follows: 


x'=  ax  +  by  +  c 

,  ,  ±  ’  (D 

y  =  dx  +  ey  +  j 

where  (x,  y )  are  the  original  coordinates,  (x\  y')  are  the  transformed  coordinates,  and  a,  b,  d,  e,  c, /are  the  transformation 
coefficients.  The  coefficients  a ,  b,  d,  e  determine  a  scaling  and  a  rotation,  and  the  coefficients  c  and/determine  a  translation. 
The  result  of  the  application  of  the  affine  transformation  of  Eq.  (1)  in  combination  with  simplex  optimization  (described 
below)  is  shown  in  Fig.  5.  Since  the  affine  transformation  is  linear,  the  transformed  objects  are  linearly  resized  and  rotated. 
This  can  be  observed  from  the  edges  of  the  fan-shape  region  bounding  box  (the  white  box  in  Fig.  5).  After  the  transformation 
the  edges  are  still  straight  lines,  however,  the  corner  angles  are  different  from  90  degrees  and  the  length  of  the  lines  is  also 
linearly  scaled. 


2.3.2.  Nonlinear  Simplex  Optimization 

The  Nelder  and  Mead14,15  nonlinear  simplex  optimization  is  used  in  order  to  adjust  the  coefficients  a,  b,  c,  d,  e  and /and  to 
warp  the  fan-shaped  template  in  order  to  maximize  the  correlation  between  the  template  and  a  breast  structure  on  the  prior 
mammogram.  This  optimization  defines  a  hyper  polygon.  For  each  vertex  an  error  function  is  calculated.  Then  the  polygon 
is  “rolled”  towards  the  minimum.  The  movement  of  the  polygon  (toward  the  minimum)  is  obtained  by  the  reflection  in  the 
direction  opposite  to  the  vertex  with  maximal  error.  Fig.  5  shows  the  result  of  application  of  the  affine  transformation  whose 
coefficients  were  obtained  by  the  nonlinear  simplex  optimization. 
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Figure  5.  Fan-shaped  template  and  warped  fan-shaped  template  by  the  affine  transformation. 


2.4.  Mass  template  alignment  and  identification  of  corresponding  lesion 

In  this  stage  a  new  search  region  with  a  reduced  size  is  defined  on  the  prior  mammogram  (Fig.  6).  A  template  containing  the 
mass  is  extracted  from  the  current  mammogram.  Then,  the  mass  location  on  the  prior  mammogram  is  determined  by 
maximizing  the  correlation  between  the  template  and  a  structure  within  the  search  region  (Fig.  7). 


Mass 


Current 


Prior 


Figure  6.  A  refined  search  region  is  defined  on  the  prior  mammogram.  A  search  for  the  best  match 
between  the  mass  template  from  the  current  mammogram  and  a  structure  on  the  prior 
mammogram  was  carried  out  within  the  refined  search  region. 


Figure  7.  Final  identification  of  the  corresponding  mass  on  the  prior  mammogram. 


3.  DATA  SET 


A  set  of  124  temporal  pairs  of  mammograms  containing  biopsy-proven  masses  on  the  current  mammograms  was  used  to 
examine  the  performance  of  this  approach.  A  total  of  221  mammograms  from  43  cases  were  digitized.  Thirty  five  of  the 
mammograms  were  digitized  with  a  LUMISYS  DIS-1000  laser  scanner  at  a  pixel  resolution  of  100  jJm  X  100  jiim  and  4096 
gray  levels.  The  digitizer  was  calibrated  so  that  gray  level  values  were  linearly  proportional  to  the  optical  density  (OD)  within 
the  range  of  0.1  to  2.8  OD  units,  with  a  slope  of  0.001  OD/pixel  value.  Outside  this  range,  the  slope  of  the  calibration  curve 
decreased  gradually.  The  OD  range  of  the  digitizer  was  0  to  3.5.  The  remaining  186  mammograms  were  digitized  with  a 
LUMISCAN  85  laser  scanner  at  a  pixel  resolution  of  50  jim  X  50  jJ.m  and  4096  gray  levels.  The  digitizer  was  calibrated  so 

that  gray  level  values  were  linearly  proportional  to  the  OD  within  the  range  of  0  to  4  OD  units,  with  a  slope  of  0.001  OD/pixel 
value.  Output  from  both  digitizers  was  linearly  converted  so  that  a  large  pixel  value  corresponded  to  a  low  optical  density.  In 
order  to  process  the  mammograms  digitized  with  these  two  different  digitizers,  the  images  digitized  with  LUMISCAN  85 
digitizer  were  averaged  with  a  16X 16  box  filter,  resulting  in  800  fim  images.  The  images  digitized  with  LUMISYS  DIS- 
1000  digitizer  were  averaged  with  a  8X8  box  filter,  resulting  in  800  jJm  images.  The  true  lesion  locations  were  identified  by 
an  experienced  radiologist  on  all  mammograms.  The  221  mammograms  contained  219  biopsy-proven  and  2  follow-up 
masses.  From  all  124  temporal  pairs  of  mammograms,  63  were  CC-view  pairs,  48  were  MLO-view  pairs,  and  13  were  lateral- 
view  pairs. 


4.  EVALUATION  METHODS 

The  accuracy  of  the  multistage  regional  registration  was  analyzed  in  terms  of  two  measures.  The  first  measure  is  the  overlap 
area  between  the  estimated  and  the  true  lesions  on  the  prior  mammogram.  The  fractions  of  registered  temporal  pairs  that  could 
provide  an  accuracy  of  over  50%  area  overlap  and  over  75%  area  overlap  were  examined.  The  second  measure  is  the  average 
Euclidean  distance  between  the  centroids  of  the  estimated  and  true  lesion  locations. 

5.  REGISTRATION  RESULTS 

In  this  study  86%  of  the  estimated  lesion  locations  resulted  in  an  area  overlap  of  at  least  50%  with  the  true  lesion  locations. 
The  average  distance  between  the  estimated  and  the  true  centroids  of  the  lesions  on  the  prior  mammogram  was  4.4  +  5.9  mm 
with  a  maximum  of  30.6  mm.  These  results  are  presented  in  Table  1  and  Table  2.  For  the  86%  of  the  temporal  pairs  with  50% 
overlap,  the  average  distance  between  the  estimated  and  the  true  centroids  of  the  lesions  on  the  prior  mammogram  was 
2.4  ±  2.1  mm  with  a  maximum  of  10.2  mm. 


Table  1.  The  area  overlap  between  the  true  and  the  estimated  masses  on  the 
_ prior  mammogram. _ _ 


Pairs 

50%  overlap 

75%  overlap 

Number 

107 

99 

% 

86% 

80% 

Table  2.  The  distance  between  the  true  and  the  estimated  centroids  of  the  mass  on  the  prior 


mammogram. 


Overall 

50%  overlap 

75%  overlap 

Mean  distance 

4.4  mm 

2.4  mm 

2.2  mm 

Standard.  Deviation. 

5.9  mm 

2.1  mm 

2.0  mm 

Max.  distance 

30.6  mm 

10.2  mm 

10.2  mm 

6.  CONCLUSION 

The  regional  registration  technique  can  localize  the  corresponding  mass  on  the  prior  mammogram.  The  warping  procedure 
based  on  an  affine  transformation  in  the  local  alignment  stage  reduces  the  size  of  the  search  region.  Eighty-six  percent  of  the 


estimated  lesion  locations  resulted  in  an  area  overlap  of  at  least  50%  with  the  true  lesion  locations.  The  average  distance 
between  the  estimated  and  the  true  centroids  of  the  lesions  on  the  prior  mammogram  was  4.4 ±  5.9  mm.  When  the  threshold 
was  set  to  75%  area  overlap,  80%  of  the  temporal  pairs  could  still  exceed  the  threshold.  The  registration  accuracy  of  the 
current  method  has  been  improved  in  comparison  with  that  of  our  previous  method,10  although  the  data  set  was  increased  from 
74  pairs  to  124  pairs.  This  improvement  is  obtained  mainly  from  the  second  stage  affine  transformation  and  simplex 
optimization.  Further  study  is  underway  to  develop  a  feature  matching  method  to  improve  lesion  localization  within  the  search 
region. 
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Abstract©:  5945  Title:  Regional  registration  of  masses  on  current  and  prior  mammograms  using  DWCE  segmentation 


We  are  developing  a  computerized  method  to  analyze  interval  change  of 
mammographic  lesions.  In  this  study,  we  investigated  the  use  of  the  density- 
weighted  contrast  enhancement  (DWCE)  technique  to  improve  the  localization  of 
the  corresponding  mass  on  the  prior  mammogram. 

A  regional  registration  technique  was  developed  for  identifying  masses  on 
temporal  pairs  of  mammograms .  The  breast  images  from  the  current  and  prior 
mammogram  were  first  aligned  globally  based  on  the  mutual  information.  An 
initial  fan-shape  search  region  was  defined  on  the  prior  mammogram  using  a  polar 
coordinate  system  with  the  origin  at  the  nipples.  The  location  of  the  fan¬ 
shaped  region  was  refined  by  affine  transformation  and  simplex  optimization. 

The  DWCE  technique  was  then  used  to  segment  dense  structures  within  the  search 
region.  A  search  for  the  best  match  between  the  lesion  template  from  the 
current  mammogram  and  a  structure  on  the  prior  mammogram  was  performed  within 
the  DWCE  segmented  densities.  The  technique  was  evaluated  on  124  temporal  pairs 
of  mammograms  containing  biopsy-proven  masses.  The  true  corresponding  mass 
location  on  the  prior  mammogram  was  identified  by  an  experienced  radiologist. 

It  was  found  that  85%  of  the  estimated  mass  locations  resulted  in  an  area 
overlap  of  at  least  50%  with  the  true  mass  locations.  The  average  distance 
between  the  estimated  and  the  true  centroid  of  the  lesions  on  the  prior 
mammogram  was  2.6mm  (std  2.1mm)  for  this  subset  and  was  4.7mm  (std  6.2mm)  over 
the  entire  data  set.  The  DWCE  segmentation  improved  the  accuracy  of  matching  by 
directing  the  search  to  the  dense  structures  and  thus  reducing  the  chance  of 
mismatch. 
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•  Title: 

Computer-Aided  Classification  of  Malignant  and  Benign  Breast  Masses  by 
Analysis  of  Interval  Change  of  Features  in  Temporal  Pairs  of 
Mammograms 


Abstract: 

PURPOSE:  To  develop  a  computer-aided  diagnosis  method  to  assist 
radiologists  in  analysis  of  interval  changes  of  corresponding  masses 
on  a  temporal  pair  of  mammograms . 

METHOD/MATERIALS:  An  automated  method  was  developed  to  extract  and 
analyze  features  extracted  from  corresponding  masses  on  a  temporal 
pair  of  mammograms.  Regions  of  interest  containing  the  corresponding 
masses  were  identified  on  the  current  and  prior  mammograms  of  the 
temporal  pair.  The  masses  were  automatically  segmented  using  an 
active  contour  model.  20  Run  Length  Statistics  (RLS)  features,  3 
spiculation  features,  and  mass  size  were  extracted  from  each  mass.  An 
additional  20  difference  RLS  features  were  obtained  by  subtracting  the 
RLS  features  of  the  prior  mass  from  those  of  the  current  mass  for  each 
temporal  pair.  The  feature  space  for  each  temporal  pair  consisted  of 
the  RLS  and  spiculation  features  from  both  the  prior  and  the  current 
mammograms  and  the  difference  RLS  features.  Stepwise  feature  selection 
with  simplex  optimization  was  used  to  select  the  optimal  feature 
subset.  A  linear  discriminant  classifier  (LDA)  was  used  to  merge  the 
selected  features  for  classification  of  malignant  and  benign  masses. 

In  this  study,  93  temporal  image  pairs  from  38  patients  containing 
biopsy-proven  masses  on  the  current  mammograms  were  chosen  from 
patient  files.  The  true  mass  locations  were  identified  by  an 
experienced  radiologist  on  all  mammograms.  All  cases  were  selected 
from  a  biopsy  database  so  that  interval  change  was  observed  for  most 
of  the  masses  even  if  they  were  found  to  be  benign  after  biopsy.  This 
was  therefore  a  difficult  data  set  for  interval  change  analysis.  A 
leave-one-case-out  training  and  testing  resampling  scheme  was  used  for 
feature  selection  and  classification.  The  classification  accuracy  was 
analyzed  by  receiver  operating  characteristic  (ROC)  methodology. 


RESULTS:  An  average  of  9  features  was  selected  from  the  37  training 
subsets.  The  selected  features  included  3  difference  RLS  features,  3 
RLS  and  1  spiculation  features  from  the  current  image,  and  2 
spiculation  features  from  the  prior.  The  classifier  achieved  a 
training  Az  of  0.92  and  a  test  Az  of  0.82. 

CONCLUSIONS:  The  size  of  the  mass  is  not  a  useful  feature  for  difficult 
cases  because  many  benign  masses  grow  over  time.  The  difference  RLS 
and  prior  spiculation  features  are  useful  for  identification  of 
malignancy  in  temporal  pairs  of  mammograms.  Further  studies  are 
underway  to  improve  the  technique  and  to  evaluate  the  performance  on  a 
larger  data  set. 


